In vitro assessment of pacing as therapy for aortic regurgitation

Paolo Peruzzo,1 Francesca Maria Susin,1 Andrea Colli,2 Gaetano Burriesci3,4

ABSTRACT

Background and objective Clinical evaluation of pacing therapy in mitigating the aortic insufficiency after transcatheter aortic valve implantation often gives contradictory outcomes. This study presents an in vitro investigation aimed at clarifying the effect of pacing on paravalvular leakage.

Methods A series of in vitro tests reproducing the heart operating conditions typically obtained by pacing was carried out in a 26 mm Edwards Sapien XT prosthesis with mild paravalvular leakage. The effect of pacing on the regurgitant volumes per cycle and per minute was quantified, and the energy and power consumed by the left ventricle were calculated.

Results Results indicate that though pacing results in some reduction in the total regurgitation per cycle, the volume of fluid regurgitating per minute increases substantially, causing overload of left ventricle.

Conclusions Our tests indicate no effective haemodynamic benefit from pacing, suggesting a prudent clinical use of this therapy for the treatment of postoperative aortic regurgitation.

INTRODUCTION

Significant postoperative aortic regurgitation due to paravalvular leakage (PVL) is a common complication after transcatheter aortic valve implantation (TAVI), with incidence ranging from 5% to 25%, associated with an increase in early and late postoperative mortality.1–4

Pacing has been adopted as temporary or permanent therapy to mitigate PVL in patients affected by moderate/severe regurgitation after TAVI.5–7 This approach is based on the concept that a shorter diastolic phase reduces the time available for blood to flow back into the ventricle, thus diminishing the ventricular overload.6,7 However, the clinical outcomes described in the literature are often contradictory.7–11 These inconsistencies can be attributed to the relatively reduced accuracy of in vivo measurements approaches,12 as well as the difficulty in comparing different courts of patients examined at various centres. The present study aims at assessing in vitro the effect of pacing on the cardiac load and its impact on the power consumption of the heart. In order to allow direct comparison between the different operating conditions, an in vitro approach was adopted. This enables full control of the working parameters, as well as an accurate measurement of the functional quantities. Tests mimicking mild PVL after TAVI and different pacing were carried out, and the efficacy of pacing was verified by investigating its effect on the ventricular overload per beat and per unit time (ie, per minute). The distinction between these two time references becomes fundamental when adopting pacing, as quantities typically measured over a single heart cycle do not necessarily reflect the global benefit and may lead to erroneous interpretations of the results.

METHODS

A 26 mm diameter Edwards SAPIEN XT was used as testing valve. This was released into a silicon cylindrical holder of 23 mm diameter by standard implantation procedure. The holder included a crescent shape axial grove (5 mm of minor axis, 3 mm of major...
Table 1  Summary of experimental work conditions and main measured parameters and postprocessing data

<table>
<thead>
<tr>
<th>Work conditions</th>
<th>Measured parameters</th>
</tr>
</thead>
<tbody>
<tr>
<td>p_{Ao} (mm Hg)</td>
<td>HR (bpm)</td>
</tr>
<tr>
<td>60</td>
<td>3.4</td>
</tr>
<tr>
<td>70</td>
<td>4.0</td>
</tr>
<tr>
<td>80</td>
<td>4.5</td>
</tr>
<tr>
<td>90</td>
<td>5.0</td>
</tr>
<tr>
<td>100</td>
<td>5.5</td>
</tr>
<tr>
<td>110</td>
<td>6.2</td>
</tr>
</tbody>
</table>

Data are averaged over the 10 cycles; values in parentheses are the SD.

CFR, closing regurgitant mean flow rate; CO, cardiac output; CV, closing volume; HR, heart rate; LFR, Leakage mean flow rate; LV, leakage volume; RF, regurgitant fraction; RFR, Total regurgitant flow rate; RV, regurgitant volume; SV, stroke volume.
Data were averaged over 10 consecutive cycles and used to extract the following quantities:

- Stroke volume (SV (mL)).
- Closing regurgitant volume (CV (mL)), corresponding to the backflow as the valve leaflets move from the open to the closed configuration.
- Leakage volume (LV (mL)), corresponding to backflow occurring when the valve is fully closed.
- Total regurgitant volume (RV (mL)), equal to the sum of CV and LV.
- Regurgitant fraction (RF (%)), given by the ratio between RV and SV.
- Closing regurgitant mean flow rate (CFR (mL/min)), given by the product of CV and HR.
- Leakage mean flow rate (LFR (mL/min)), given by the product of LV and HR.
- Total regurgitant mean flow rate (RFR (mL/min)), given by the product of RV and HR.
- Energy per cycle (E (J)), calculated as ventricular pressure–volume integral (ie, ventricular pressure–volume loop area).
- Power (P (W)), calculated as the ratio between the energy E and the heart beat duration:
  \[ P = \frac{E \cdot HR}{60} \]  

RESULTS

The values determined for the above parameters at the different testing conditions are summarised in table 1. The transaortic flow wave behaviour for the six study cases is depicted in figure 2. Peak flow ranges from 510 mL/s at HR=60 bpm to 610 mL/s at HR=110 bpm. Leakage volumetric flow rate (ie, closed valve condition) is similar for all conditions and ranges between 15 and 20 mL/s. On the contrary, regurgitant volumetric flow rate at peak increases from 90 mL/s at HR=60 bpm to 215 mL/s at HR=100 bpm.

Figure 3 shows the main measured parameters, for example, backflow per cycle, mean backflow per minute, RF, energy loss and power per cycle, as described below.

The RV measured at the different testing configurations, with the contributions from both CV and LV, is summarised in the panel a of figure 3. As HR is raised from 60 bpm to 110 bpm, the closing volume increases from 5.3 mL to 8.2 mL; conversely, LV reduces from 9.3 mL to 5.1 mL. The RV keeps between 12.9 mL and 14.6 mL for all testing conditions. Similarly, the RF keeps about constant with HR, ranging from 20.4% (HR=60 bpm) to 18.8% (HR ≥90 bpm) (see figure 3A).

The RFR (ie, the total RV per minute) and the two contributions due to CFR and LFR are reported in panel B of figure 3. By raising HR from 60 bpm to 110 bpm, both regurgitant and closing mean flow rates increase monotonically from 875 mL/min to 1475 mL/min and from 320 mL/min to 900 mL/min, respectively, while leakage mean flow rate varies little, staying in the range between 510 mL/min and 623 mL/min.

![Figure 2](image_url)  

**Figure 2** The averaged flow measured over the 10 cardiac cycles as function of the time. Flow was measured at HR=60 bpm (solid black line), HR=70 bpm (dashed black line), HR=80 bpm (dotted black line), HR=90 bpm (solid grey line), HR=100 bpm (dashed grey line) and HR=110 bpm (dotted grey line). CV, closing volume; HR, heart rate; LV, leakage volume; RV, regurgitant volume; SV, stroke volume.
Left ventricle energy per stroke E and power P as a function of HR are shown in the panel c of figure 3. E varies slightly between 1.3 and 1.4 J, while the associated power P doubles from 1.3 to 2.6 W.

**DISCUSSION**

Various studies performed in the 1960s with the dye dilution technique observed a reduction of RV in patients with increased HR and in patients with severe RF. Conversely, similar measurements with electromagnetic velocimetry performed by Brawley and Morrow in the same period did not produce consistent changes in RV with higher HR. This was confirmed by Judge et al who, in the early 1970 s, reported that though the increase of HR induces a rise in CO and a reduction of SV and RF, it has no significant effect on the RV per minute. In a later study from Firth et al, the survey of 12 patients indicated that though increased HRs were associated with large reductions in RV per stroke, only minor reductions of RF could be observed and no substantial modification in the RV per minute. Again, these conclusions are disputed by a recent study by Ali et al that reports clinical benefits in patients affected by aortic regurgitation after treatment with permanent pacing. The efficacy of the therapy is assessed by an overall enhancement of the aortic regurgitation index (ARI), that is, the ratio of the difference between the diastolic blood pressure and the left ventricular end-diastolic pressure (LVEDP) to the systolic blood pressure (ARI=(DBP−LVEDP)/SB).

Some of the discrepancies in these studies may be justified by the use of different in vivo measurement techniques, as well as the limited accuracy of clinically available anemometric methodologies. This limitation is acknowledged in a topical work by Pibarot et al, which demonstrates the relatively low resolution of in vivo measurements through transoesophageal echo (the best cost–benefit ratio methodology for in vivo flow measurements) in quantifying the RV, and questions the reliability of ARI, especially when it is used to grade regurgitation as a function of HR.

In the present study, for the first time, in vitro tests are carried out in order to verify and quantify the effect of pacing in presence of mild aortic regurgitation after TAVI. Flow measurement shows that the leakage rate determined in the diastolic period after full valve closure (LV per unit time) does not vary substantially for the tested conditions (between 15 mL/s and 20 mL/s), and it is consistent in value with the leakage rate expected from fluid dynamics theory (for more detail, see online supplementary appendix A). This is not surprising, because the instantaneous diastolic regurgitant flow rate is strictly dependent on the mean diastolic pressure difference (ΔpD) (ie, the differential pressure acting across the valve in diastole) that, due to the choice of setting a fixed value for the mean aortic pressure (100 mm Hg), is similar for all testing cases. This implies that, as the diastolic period reduces with pacing, LV over a single cardiac cycle decreases about proportionally, as reflected in the diagram in figure 3A. On the contrary, the variation of CV and LV are counterbalanced, so that the total RV experiences only a small reduction of about 10% with increased HR. The increment of closing volume with HR observed in vitro is determinant to maintain the RV constant. No reference was found in the clinical literature to support or confute the rise in closing volume with pacing; however, even assuming a constant value of closing volume for all tests (eg, CV=5 mL) the reduction of RF would be at most 5% and hence insufficient to mitigate effectively the valve insufficiency. Similarly to RV, also the effect of pacing on the RF is reduced, as shown in figure 3A.
A comprehensive analysis of the phenomenon has to take into account the variation in the number of cycles per minute resulting from pacing. Conversion of the regurgitant parameters into mean flow rates modifies the diagram in figure 3A as shown in figure 3B. Trivially, the global volume of blood returning back from the aorta into the ventricle per each minute is given by the RV occurring at each cycle, multiplied by the number of cycles in 1 min. Hence, all quantities defining the backflow increase proportionally with HR. It is interesting observing that the conversion from LV (defined per cycle) to leakage mean flow rate (defined per minute) results into a stabilisation of the latter, which becomes approximately constant. This is justified by the fact that the instantaneous diastolic regurgitant flow rate is about constant, as previously discussed, and the total diastolic period decreases only slightly with HR rising from 60 to 110 (in a minute, the cumulative time of all diastoles varies from about 41 s at 60 bpm to about 34 s at 110 bpm).

The most critical finding of the study is that the overall effect of pacing is a significant increment of the regurgitant mean flow rate, necessarily associated with a higher overload for the heart.

Such result is well reflected in the behaviour of the energy consumed by the left ventricle during the single cycle, E, and of the power, P, corresponding to the energy consumption per minute. E is almost constant for all HRs, but the overall work expended per minute increases, as shown in the diagram of the required ventricular power P, which doubles within the tested HR range (see figure 3C).

The present analysis is limited to the case of mild prosthetic aortic valve regurgitation, a condition that is common in patients after transcatheter aortic valve replacement (TAVR), as well as the need for post implantation pacing to overcome the development of complete postoperative aortic regurgitation. The left ventricular operating conditions under pacing were simulated in vitro on a Sapien XT of size 26 mm, imposing mild paravalvular leakage.

The RVs per cycle and per minute, the energy and power consumed by the ventricle in a single beat were estimated at different HRs.

Although the shorter diastolic phase for high HRs causes a slight reduction of RF measured over the cardiac cycle, the volume of fluid regurgitating per minute increases substantially, causing overload of the left ventricle.

The presented results indicate that pacing produces no effective haemodynamic benefits in patients with AR, in terms of regurgitation, and can result in significant increases in heart power demand. Moreover, collateral complications may arise due a persistent non-physiological shear stress, whose quantification has been demonstrated being rather complex. This suggests a prudent use of temporary or permanent therapy for the treatment of postoperative aortic regurgitation.

The study demonstrate that parameters typically adopted to evaluate and quantify aortic insufficiency (eg, RV and RF), based on a single cardiac cycle, are not adequate to capture the effect of HR on the cardiac performance. This may result in erroneous interpretation and quantification of the clinical benefit deriving from pacing, leading to its improper adoption.

To correctly evaluate the efficacy of this therapy, alternative parameters based on a fixed chronological period including several heart beats (eg, 1 min) should be used. In particular, we recommend the use of the left ventricular power as a heart performance parameter, as it allows an effective and consistent comparison between operating conditions characterised by different heart rhythms. In addition, other methodologies might be explored by considering coexisting features related to altered aortic valve haemodynamics, such as the sound of regurgitant jet.

Finally, further specific studies would be appropriate to frame the role of the energy and power consumption in the perspective of optimisation of heart performance. This aspect may potentially enhance also the

CONCLUSIONS

This study presents, for the first time, a systematic study of the efficacy of pacing as a treatment for PVL. The left ventricular operating conditions under pacing were simulated in vitro on a Sapien XT of size 26 mm, imposing mild paravalvular leakage.

The RVs per cycle and per minute, the energy and power consumed by the ventricle in a single beat were estimated at different HRs.

Although the shorter diastolic phase for high HRs causes a slight reduction of RF measured over the cardiac cycle, the volume of fluid regurgitating per minute increases substantially, causing overload of the left ventricle.

The presented results indicate that pacing produces no effective haemodynamic benefits in patients with AR, in terms of regurgitation, and can result in significant increases in heart power demand. Moreover, collateral complications may arise due a persistent non-physiological shear stress, whose quantification has been demonstrated being rather complex. This suggests a prudent use of temporary or permanent therapy for the treatment of postoperative aortic regurgitation.

The study demonstrate that parameters typically adopted to evaluate and quantify aortic insufficiency (eg, RV and RF), based on a single cardiac cycle, are not adequate to capture the effect of HR on the cardiac performance. This may result in erroneous interpretation and quantification of the clinical benefit deriving from pacing, leading to its improper adoption.

To correctly evaluate the efficacy of this therapy, alternative parameters based on a fixed chronological period including several heart beats (eg, 1 min) should be used. In particular, we recommend the use of the left ventricular power as a heart performance parameter, as it allows an effective and consistent comparison between operating conditions characterised by different heart rhythms. In addition, other methodologies might be explored by considering coexisting features related to altered aortic valve haemodynamics, such as the sound of regurgitant jet.

Finally, further specific studies would be appropriate to frame the role of the energy and power consumption in the perspective of optimisation of heart performance. This aspect may potentially enhance also the
comprehension of the cardiac physiopathology characterised by ventricular remodelling.

Contributors PP dealt and conceived with the experiments and wrote the paper. FMS reviewed and edited the manuscript. AC conceived with the experiments and reviewed the manuscript.

Funding The study was funded by the Italian Ministry of Health (Research Grant GR-2010-2230784) and the Wellcome Trust (Translation Award 095747/Z/11/Z).

Competing interests None declared.

Patient consent for publication Not required.

Provenance and peer review Not commissioned; externally peer reviewed.

Data sharing statement All data relevant to the study are included in the article or uploaded as supplementary information.

Open access This is an open access article distributed in accordance with the Creative Commons Attribution Non Commercial (CC BY-NC 4.0) license, which permits others to distribute, remix, adapt, build upon this work non-commercially, and license their derivative works on different terms, provided the original work is properly cited, appropriate credit is given, any changes made indicated, and the use is non-commercial. See: http://creativecommons.org/licenses/by-nc/4.0/.

REFERENCES