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Registration and Tracking to Integrate X-Ray and MR
Images in an XMR Facility
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Gerardo Sanchez-Ortiz, Sanjeet Hegde, Vithuran Rahunathan, and Reza Razavi

Abstract� We describe a registration and tracking technique to
integrate cardiac X-ray images and cardiac magnetic resonance
(MR) images acquired from a combined X-ray and MR inter-
ventional suite (XMR). Optical tracking is used to determine the
transformation matrices relating MR image coordinates and X-ray
image coordinates. Calibration of X-ray projection geometry and
tracking of the X-ray C-arm and table enable three-dimensional
(3-D) reconstruction of vessel centerlines and catheters from
bi-plane X-ray views. We can, therefore, combine single X-ray
projection images with registered projection MR images from a
volume acquisition, and we can also display 3-D reconstructions
of catheters within a 3-D or multi-slice MR volume. Registration
errors were assessed using phantom experiments. Errors in the
combined projection images (two-dimensional target registration
error � TRE) were found to be 2.4 to 4.2 mm, and the errors in the
integrated volume representation (3-D TRE) were found to be 4.6
to 5.1 mm. These errors are clinically acceptable for alignment of
images of the great vessels and the chambers of the heart. Results
are shown for two patients. The first involves overlay of a catheter
used for invasive pressure measurements on an MR volume that
provides anatomical context. The second involves overlay of inva-
sive electrode catheters (including a basket catheter) on a tagged
MR volume in order to relate electrophysiology to myocardial
motion in a patient with an arrhythmia. Visual assessment of these
results suggests the errors were of a similar magnitude to those
obtained in the phantom measurements.

Index Terms� 2-D-3-D registration, cardiovascular interven-
tion, optical tracking, XMR systems.

I. INTRODUCTION

X -RAY AND MAGNETIC resonance (MR) interventional
suites (XMRs) are a new type of facility for image-guided

interventions, in which a cardiovascular X-ray set and magnetic
resonance system are installed in the same interventional room.
The configuration of the XMR system is generally of a MR
scanner and an X-ray system positioned at opposite ends of the
interventional room with a sliding patient table moving between
the two. However, a system has been devised in which the X-ray
system is integrated into the MR scanner [1], [2]. XMR facili-
ties of the sliding table type are now available from all the major
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MR manufacturers, and are designed to facilitate the transition
from X-ray guidance to MR guidance for endovascular proce-
dures, in particular cardiac catheterization.

Cardiac catheterizations are undertaken either to obtain diag-
nostic information, or to perform image-guided interventions.
Traditionally, cardiac catheters, guide wires and devices such
as stents are visualised using single plane or bi-plane cine dig-
ital X-ray fluoroscopy. However, X-ray images have very poor
soft tissue contrast so that the heart and blood vessels are not
well visualised. Therefore, during the manipulation of catheters
or devices, the operator has to rely on a mental knowledge of
the anatomy obtained either from experience or previous X-ray
contrast angiographic images.

MRI, on the other hand, provides much better soft tissue
contrast, and the latest generation of scanners can acquire im-
ages at ten or more frames per second, providing the potential
for MR image guidance in these procedures. However, as the
great majority of the catheters, guide wires and devices used in
cardiac catheterization procedures contain either ferromagnetic
material or long electrical conductors, procedures on patients
cannot currently be done under MR guidance alone. Hence,
we have the concept of XMR hybrid systems. XMR enables
parts of the procedure to be carried out under MR guidance,
and parts under X-ray guidance. This will allow safe transition
from X-ray-guided to MR-guided interventions, until such
time as the devices are all MR compatible and MR visible,
and the user-interface of the MRI systems is suitable for these
interventions.

Initial evaluation of XMR technology demonstrated that this
would be a promising technical solution to performing inter-
ventional MR procedures [3]. More recent work using animal
models has shown that procedures such as stent placement and
atrial septal defect closure can be carried out successfully in the
XMR environment [4]�[6]. The clinical use of XMR has been
demonstrated for interventional vascular procedures in the liver
[7] and our group is currently undertaking a clinical programme
of XMR guided cardiac catheterizations.

A limitation of the current generation of XMR technology is
that, while the X-ray and MR systems are in the same room,
and a patient can be moved easily between the two imaging de-
vices, there is no capability for registration of the images. In
this paper we show how registration and tracking technology,
including techniques derived from those used in image-guided
neurosurgery, can be used to provide registered X-ray and MR
images during interventions. There are two important poten-
tial benefits to this approach. First, it would be possible to ac-
quire X-ray images with overlays of previously acquired MR
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Fig. 1. XMR suite at Guy�s Hospital, London, U.K. The change in the floor
color indicates the transition from the MRI zone to the non-MRI zone.

images, so that the anatomical context can be provided by MR
and the real time device tracking from X-ray. Second, it would
be possible to generate the three-dimensional (3-D) locations
of devices seen under X-ray guidance (rather than just projec-
tions) in MR coordinates using the information from the cali-
bration and tracking. For example, it would be possible to carry
out image-guided cardiac radio frequency (RF) ablation for the
treatment of arrhythmias, in which the 3-D location of measure-
ment electrodes used under X-ray guidance could be related to
the 3-D location of functionally abnormal myocardium local-
ized in MR.

II. METHOD

A. Description of XMR Facility

The XMR interventional suite (Fig. 1) at King�s College
London (Guy�s Hospital Campus) comprises an X-ray and RF
shielded room, with positive pressure air handling for sterility.
The room contains a 1.5-T cylindrical bore MR scanner (Philips
Intera I/T) and a mobile cardiac X-ray set (Philips BV Pulsera).
The patient can be easily moved between the two systems using
a specially modified sliding MR table top that docks with and
transfers patients to a specially modified X-ray table (Philips
Angio Diagnost 5 Syncratilt table). The room has two distinct
zones: the MRI zone, in which the magnetic field is above 0.5
mT, and the non-MRI zone, which comprises the rest of the
room. The X-ray system is in the non-MRI zone, and the image
intensifier is shielded with mu metal (nickel-iron alloy used for
magnetic screening) to minimize MR-induced distortion. Pa-
tient transfer involves translation of the table top from the MR
scanner to the X-ray table in the non-MRI zone. The docking
and transfer takes less than 60 s. An MR-compatible anaes-

Fig. 2. Relationship between coordinate systems and transformation matrices.

thetic machine and equipment for monitoring ECG, peripheral
oxygen saturation, inspired and expired CO , anaesthetic gases,
and invasive pressure are also incorporated. All connections to
the anaesthetic and monitoring equipment are lengthened and
secured to the sliding table top to allow them to remain in place
during patient transfer.

The scanner can be controlled from inside the room using an
MR-compatible console inside the MRI zone. This console can
be used to adjust scan parameters such as slice thickness and
orientation in real-time during imaging with the �interactive�
sequence (SSFP sequence, 128 128 matrix, single slice, reso-
lution 2.5 2.5 mm 8.0 mm, TR 2.5 ms, TE 1.25 ms,
and flip angle 50 ).

B. Modifications for Tracking and Registration

The XMR facility enables both X-ray and MR systems to
be used during a single intervention, but does not provide the
capability for registration of the images.

To register the images it is required to find the transformation
that maps 3-D points in MR image space to two-dimensional
(2-D) points in X-ray image space. This is achieved by a combi-
nation of system calibration and tracking. It is necessary to track
the moving components of the XMR system. These comprise
the X-ray C-arm, the X-ray table, and the sliding MR table top.
The table top is automatically tracked by the MR scanner when
docked with the MR table. The X-ray C-arm and the X-ray table
each have six infrared emitting diodes (IREDs) affixed, which
are tracked by a Northern Digital Optotrak 3020 (NDI, Ontario,
Canada) positioned in the non-MRI zone of the room.

We, therefore, have the following coordinate systems: MR
image space, X-ray image space, X-ray table space, and X-ray
C-arm space. The relationship between these coordinate sys-
tems is shown in Fig. 2. The Optotrak is able to locate the IRED
markers placed on the two X-ray components. The location of
these markers is in Optotrak space. For the two X-ray compo-
nents a rigid body transformation matrix is calculated that maps
points from X-ray C-arm space and X-ray table space to Op-
totrak space. Let be the transformation from X-ray C-arm
space to Optotrak space, and let be the transformation from
X-ray table space to Optotrak space. Then

(1)
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C. Calibration of X-Ray Perspective Geometry

Conventional calibration of a projection-imaging device,
such as an X-ray set, involves acquiring images with a calibra-
tion object containing at least six points of known 3-D location
in the field of view. Marking the location of these points in
the 2-D images and solving for the 11 unknown elements then
determines the 3 4 perspective projection matrix.

In our application, however, the X-ray images are acquired
from many different views, and the perspective projection will
change with view due to nonrigidity of the X-ray gantry, and
the effect of the earth�s magnetic field and adjacent MR system
on the image intensifier. We initially carried out conventional
calibrations from multiple views to quantify the position depen-
dence using an acrylic cube (6 cm across) with 14 steel markers.
We then devised a novel technique to calculate an �average� pro-
jection matrix based on multiple views.

The perspective projection calibration process involves ac-
quisition of multiple X-ray views of an acrylic calibration ob-
ject that can accept 14 point markers. The markers are based on
those used in the Acustar Neurosurgical guidance system [8],
and our version has previously been described by Edwards et
al. [9]. These markers have alternative caps for use in MR and
X-ray imaging (containing a mixture of gadolinium and iodine
contrast material), X-ray imaging alone (containing 3-mm-di-
ameter steel ball bearings), and physical caps for use with a
pointing device that is tracked with the Optotrak. The calibration
object needed to be imaged with both MR imaging and X-ray
imaging without being moved with respect to the sliding table
top. Therefore, it was placed in the head coil that was firmly
fixed to the sliding table top. A bottle containing copper sulphate
solution was also placed within the head coil to give sufficient
loading. Initially the table top was docked to the X-ray table and
the physical markers were placed on the calibration object. Only
10 out of the 14 markers were used because four were inacces-
sible in the head coil. The position of the markers was located
in X-ray table space using the pointing device and the Optotrak.
The positions were marked three times and averaged to reduce
location error. These markers were then changed for the ball
bearing markers. Twelve tracked X-ray images were acquired
with the X-ray gantry being moved to cover the typical locations
used for interventions [gantry angles 0 , 30 , 60 , and 90 from
AP to lateral and translating parallel to the X-ray table by 0.00,
0.25, and 0.50 meters (m)]. Although three electronic magni-
fication settings are allowed by the X-ray system, our current
system only supports the largest field of view size (23 cm), so
the calibration images and the subsequent patient images must
be acquired using the same magnification setting. Fig. 3 shows
one of the calibration images. Not all markers were visible in all
views, therefore, the user had to interactively label each marker.
In total the position of 48 markers was found in 2-D by manual
marking followed by a local center of gravity approach. The cor-
responding 3-D positions were calculated by transforming the
previously determined marker positions in X-ray table space to
C-arm space using the matrix for each X-ray image. Now

(2)

Fig. 3. X-ray view of the calibration object with ball bearing markers installed.
The crosses show the location of the markers found manually.

where is the matrix of 3-D point coordinates, is
the matrix of corresponding 2-D point coordinates, and is
the perspective projection matrix. Equation (2) leads to an over
determined set of linear equations and was then found using
singular value decomposition.

D. Calibration of the Transformation Between 3-D Image
Space and X-Ray Table Space

As described above, the sliding table top is tracked by the Op-
totrak while docked with the X-ray table. The working volume
of the Optotrak is too small to also track the table top in the
MR scanner, and in any case the line of site would be obscured.
This is not a problem, however, as the MR scanner software
tracks the position of the table top while it is docked with the
MR scanner. It is only necessary to carry out a calibration be-
fore the start of the procedure to determine the transformation
between MR scanner space and the X-ray table space (matrix

). In order to determine this transformation, the sliding table
top is docked with the MR scanner with the calibration ob-
ject still in place from the projection calibration stage. The ball
bearing markers are replaced with MR imaging markers prior to
this. The calibration object is then imaged using a T1-weighted
volume MR scan (256 256 matrix, 200 slices, resolution

mm mm mm, TR ms, TE ms,
and flip angle 15 ). Fig. 4(a) shows surface renderings of
the image data. The 3-D position of the markers is determined
in MR image space using manual marking followed by a local
center of gravity calculation. Now

(3)

where is the matrix of marker locations in X-ray table
space (determined earlier using the pointing device and the
Optotrak), is the transformation from 3-D image space to
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(a)

(b)

Fig. 4. (a) Rendering derived from the MR volume scan of the calibration
object. The bottle used for loading is also displayed. (b) X-ray view of
the calibration object used for the point-based validation experiment. The
contour-traced MR MIP generated using the registration matrix is also shown.
FOV= 23 cm.

scanner space (determined from image header information),
and is the matrix of marker locations in 3-D image space.
Equation (3) is solved to compute , the transformation from
scanner space to X-ray table space. Matrix is particular for
the calibration object but the overall transformation from 3-D
image space to X-ray table space must also include a variable
translation parallel to the axis of motion of the sliding table top.
The unit translation is calculated by moving the calibration
object along the sliding table top parallel to its axis of motion
and marking the position of physical markers using the pointing
device and the Optotrak. The magnitude of the translation is
determined from the tracking of the sliding table top provided
by the MR scanner software.

E. Generation of the Overall Registration Matrix

Once the calibration steps have been carried out it is then
possible to generate a 3-D to 2-D registration matrix for any MR
scans and tracked X-ray images. The matrices , , and
are determined from the calibration, whereas , , and the
parameter are specific to the MR acquisition and the tracked
X-ray images. Furthermore, since the radiographer is allowed
to arbitrarily rotate the X-ray image for correct anatomical
viewing, the 2-D rotation matrix needs to be determined by
marking corresponding points in 2-D images acquired pre- and
post-rotation. The overall registration matrix is then given by

(4)

F. Validation With Point-Based Test Object

The first validation experiment was carried out using the cal-
ibration object described above as a phantom.

Using the MR imaging markers, the phantom was placed in
the head coil on the table top docked to the MR scanner, and
imaged using a T1-weighted volume MR scan (256 256 ma-
trix, 200 slices, resolution mm mm mm,
TR ms, TE ms, flip angle ). The table top
was then docked to the X-ray system, and five pairs of tracked
X-ray images were acquired. Each pair of images simulated
the approximately orthogonal views typically acquired during
an intervention. The registration matrix was calculated for each
image and this was used to generate maximum intensity pro-
jections (MIPs) through the MR volume. Note the registration
matrix includes the X-ray perspective geometry, so these MIPs
have the same perspective as the X-ray images, unlike MIPs
calculated by the scanner console that are parallel projections.
Fig. 4(b) shows one of the X-ray views with the MR MIP over-
laid. The 2-D registration error was quantified by marking the
location of the imaging markers in both the X-ray images and
the MIPs. In total 35 markers where located in 2-D. The 3-D
error was found by finding the position of the markers from
the biplane MIPs using the epipolar constraint [10], [11] and
by manual marking in the MR volume scan. In total 17 markers
where located in 3-D.

G. Validation With Anthropomorphic Phantom

The second set of validation experiments were carried out
with an anthropomorphic vascular phantom. This incorporates
a silicone model of one half of the circle of Willis (supplied
by Professor D. Rufenacht and Dr. K. Tokunaga of the Division
of Neuro-Radiology, Geneva University Hospital, Switzerland).
The model is normally used for the training of neuroradiolo-
gists to carry out cerebral aneurysm coiling and was constructed
using a post-mortem pathological brain specimen. The model
has one in-flow vessel (internal carotid artery) and three out-
flow vessels (anterior, middle, and posterior cerebral arteries).
The model was mounted inside an acrylic box with three-way
valves connecting the vessels to the outside of the box. The box
was filled with gelatin to simulate surrounding brain tissue and
to give realistic X-ray scatter and attenuation. It was connected
to a pulsatile flow pump that circulated saline with an average
flow of approximately 450 ml per minute. It is worth noting that
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the vessels in this phantom are considerably smaller (largest di-
ameter: 5 mm) than the vessels in the chest that are of interest
in the clinical validation described below (aorta, pulmonary ar-
teries, etc.), which makes any errors visually more apparent.
Nine MR imaging markers were placed on the vascular phantom
to assess the registration error.

The phantom was imaged using a phase contrast MR
sequence (256 256 matrix, 110 slices, resolution

mm mm mm, TR ms, TE ms,
flip angle , maximum velocity encoding cm s)
and a T1-weighted volume MR sequence (512 512 matrix,
190 slices, resolution mm mm mm,
TR ms, TE ms, and flip angle ). It was
then transferred to the X-ray system and tracked dynamic
images were acquired from two oblique views separated by
approximately 30 degrees. The imaging was carried out during
the injection of iodine contrast medium.

The registration transformations described in Section II-E
provide the relative orientation of the two X-ray views. Using
the registration matrices and the epipolar constraint it is pos-
sible to semi-automatically track vessels from the two X-ray
views [12]�[17]. This provides a 2-D centerline representation
for each X-ray view, together with a single 3-D centerline
representation for each pair of views. This was carried out for
the internal carotid artery segment of the vascular phantom.

The registration matrices were used to generate MR MIPs
corresponding to the X-ray projections. The 2-D centerlines of
the vessels in these MIPs, and the corresponding 3-D centerline
could be calculated using the same algorithm used for the X-ray
images.

A 2-D registration error was also calculated from the location
of the imaging markers in the X-ray images and the MR MIPS.
A total of 12 markers were visible in the pair of X-ray images.

The target registration error (TRE) was quantified in 2-D and
3-D using the centerline representation above. For each point in
the MR centerline, the closest corresponding point in the regis-
tered X-ray centerline was determined. The distances between
these closest points was determined in 2-D for the 2-D center-
lines, giving a 2-D TRE, and in 3-D for the 3-D centerlines,
giving a 3-D TRE. It is important to assess both these errors, as
the 2-D TRE relates to the accuracy of any overlay of MR im-
ages, and the 3-D TRE relates to the error in locating structures
in 3-D.

H. Clinical Validation

The patients investigated all gave informed consent for the
use of their medical records in this research, as part of a local
research ethics committee approved protocol. This protocol re-
quired that the cardiac catheterization procedures were guided
using the X-ray and MRI images alone, not with the experi-
mental software described in this paper.

The system was calibrated prior to each patient investigation
using the technique described in Sections II-C and D with IRED
markers fixed to the X-ray table and c-arm. However, there
was no need to fix any markers to the patients. Images from
two patients undergoing cardiac catheterization at the Guy�s
XMR facility were utilized. During the MR part of the proce-
dure, MR scans of the heart and the great vessel were acquired

using an SSFP three-dimensional multiphase sequence (typi-
cally three phases, 256 256 matrix, 128 slices, resolution

mm mm mm, TR ms, TE ms,
and flip angle ). During the X-ray part of the procedure,
a frame grabber was used to acquire tracked X-ray images. The
cardiologists carrying out the intervention could move the X-ray
C-arm or table in any way they wished, but all images used in
this analysis were acquired with the minimum image intensifier
magnification, as used in the calibration. Registration matrices
were calculated for each of the tracked views. In order to over-
come the problems of cardiac and respiratory motion, image ac-
quisition was ventilator-controlled and only end-diastolic MR
and X-ray images were used.

1) Case 1. Pulmonary Vascular Resistance Study: Patient 1,
male aged 16, required the invasive measurement of pressure
in the pulmonary system in order to quantify pulmonary vas-
cular resistance. Registration of the X-ray and MR images was
designed to enable the position of the pressure catheter under
X-ray to be linked in 3-D to MR flow measurements.

2) Case 2. Cardiac RF Ablation to Treat Ar-
rhythmia: Patient 2, male aged 15, had an intermittent
ventricular tachycardia that was to be treated by electrophys-
iology study and RF ablation under X-ray guidance. The
catheters used for these procedures are not MR compatible, as
they are comprised of long electrical conductors. Registration
of the X-ray and MR images was designed to enable the
position of the electrophysiology measurement catheters
to be related to the MR-derived cardiac anatomy. For this
patient, tagged MR sequences (256 256 matrix, 59 phases,
resolution mm mm mm, TR ms,
TE ms, flip angle , and tag spacing mm)
were also acquired from which the myocardial motion was
quantified using a nonrigid registration technique [18], [19].
The registration enabled us to relate the position of the
measured electrophysiology data to the cardiac motion.

III. RESULTS

A. Calibration

Fig. 5 shows how the four intrinsic perspective parameters,
, vary with angle of rotation of the X-ray

C-arm from 0 (AP) to 90 (lateral). The position of the imaging
plane normal which passes through the X-ray source is defined
by and , whilse and give the ratios of the X-ray pixel
sizes to the focal length [25]. The variation is sufficient to show
that calibration from a single view is inappropriate. We, there-
fore, calculate an average perspective projection, as described
above, for all subsequent experiments. The robustness of this
average projection was assessed using a leave-one-out experi-
ment. The 2-D root-mean-square error between the position of
markers located in the X-ray images and the position of markers
calculated using the perspective projection matrix was found to
be 2.0 mm ( ). This calibration technique was applied to
the phantom and clinical studies.

B. Validation With Point-Based Test Object

2-D TRE calculated from the location of the markers in the
X-ray images and the MR MIPs generated using the registration
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(a)

(b)

Fig. 5. Results from conventional perspective projection calibration
experiment showing the variation of perspective projection parameters with the
orientation of the X-ray system C-arm, (a) for parameters k1 and k2, and (b)
for parameter cs and ls.

matrices was found to be 4.2 mm ( ). The 3-D TRE
calculated from the location of markers MR volume and the
pairs of X-ray views was found to be 4.6 mm ( ).

C. Validation With Anthropomorphic Phantom

Fig. 6(a) shows one of the two X-ray views of the vascular
phantom. Fig. 6(b) is the MR MIP corresponding to this view
generated using the registration matrix. Fig. 7(a) shows the com-
bination of the X-ray image and the MR MIP. Fig. 7(b) shows
the same X-ray view with the MR vessel centerline overlaid.
The 2-D TRE for the target vessel centerline was found to be 2.7
mm ( ) for the first view and 2.4 mm ( ) for the
second view. The 3-D TRE was found to be 5.1 mm ( )
computed from both views. The 2-D TRE computed using the
imaging markers was 3.6 mm ( ). The 2-D TRE calcu-
lated using the markers was approximately 1 mm greater than
that using the vessel centerlines. This was thought to be partly
due to the fact that the markers were distributed around the pe-
riphery of the vascular phantom whereas the target vessel was
centrally placed. X-ray geometric distortion would, therefore,
affect the accuracy of locating the marker positions to a greater
extent than locating the vessel centerline positions.

(a)

(b)

Fig. 6. (a) One of the two X-ray views of the vascular phantom. (b)
Corresponding MR MIP generated using the registration matrix.

D. Clinical Validation

1) Case 1: Fig. 8 shows the bi-plane X-ray images acquired
while a catheter was positioned in the right pulmonary artery
of this patient. Also shown are two surface renderings of the
heart incorporating the 3-D reconstruction of the catheter ob-
tained from the registered bi-plane X-ray views. The surfaces
were generated using the marching cubes algorithm after seg-
menting the 3-D MR heart volume using the Analyze software
package (Mayo Clinic, Rochester, MN).
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(a)

(b)

Fig. 7. (a) Combined X-ray image and MR MIP of vascular phantom from
Fig. 6. (b) X-ray image with the 2-D centerline determined from the MR MIP.

2) Case 2: Fig. 9 shows the bi-place X-ray views ac-
quired during the electrophysiology study for this patient. Four
catheters can be seen in place. Three of these are measurement
catheters with several electrodes along their lengths, and the
other is a basket catheter with 67 electrodes distributed approx-
imately over a spherical surface. Fig. 10 shows the MR-derived
surface rendering of the right side of this patient�s heart. Added
to this are the three measurement catheters reconstructed using
the registered bi-plane X-ray views and the basket catheter
shown as a sphere whose center and diameter were found
from the registered views. Fig. 11 is a rendering that shows

Fig. 8. Case 1. Bi-plane X-ray views of catheter in the right pulmonary artery
and two views of the surface rendering of the right side of the heart derived
from the MR images and the catheter reconstructed using the registered bi-plane
X-rays views.

the electrode basket, a slice of the tagged MR image and the
myocardial motion vectors for the right ventricle. The motion
vectors were derived from the dynamic tagged images using
nonrigid registration.

IV. DISCUSSION AND CONCLUSION

Recently introduced XMR systems, in which MRI and X-ray
imaging are available in the same room, allow endovascular pro-
cedures to be carried out under a combination of MR and X-ray
guidance. We have described our novel approach for the regis-
tration of these imaging modalities to provide an integrated rep-
resentation of the patient for use during guidance. Our technique
determines the relative positions of the X-ray set, patient and
MR scanner using a combination of IREDs tracked by an Opto-
trak, and the MR scanner�s own table tracking system. Having
carried out an initial calibration stage, this tracking information
enables us to generate a projection from an MR image to match
the current X-ray view, and also to reconstruct the 3-D position
of a point or line from a pair of X-ray views, and transfer this
3-D structure into MRI coordinates. The accuracy of our X-ray
perspective projection matrix calculation technique was found
to be 2.0 mm ( ). Results from a point-based phantom val-
idation experiment showed a 2-D TRE of 4.2 mm ( ) and
a 3-D TRE of 4.6 mm ( ). Validation of our registration
technique with an anthropomorphic vascular phantom produced
2-D TREs of 2.4 and 2.7 mm ( , , respectively)
for 2-D vessel centerlines, and a 3-D TRE of 5.1 mm ( )
for a 3-D vessel centerline. A 2-D TRE of 3.6 mm ( )
was also found for the fiducial markers attached to the vascular
phantom. The results of our phantom studies were within the
accuracy required to register X-ray and MR images of the heart
and the great vessels.
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