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Abstract
Stereoelectroencephalography (SEEG) is a diagnostic procedure in which multiple electrodes are stereotactically implanted
within predefined areas of the brain to identify the seizure onset zone, which needs to be removed to achieve remission of focal
epilepsy. Computer-assisted planning (CAP) has been shown to improve trajectory safety metrics and generate clinically feasible
trajectories in a fraction of the time needed for manual planning. We report a prospective validation study of the use of EpiNav
(UCL, London, UK) as a clinical decision support software for SEEG. Thirteen consecutive patients (125 electrodes) undergoing
SEEG were prospectively recruited. EpiNav was used to generate 3D models of critical structures (including vasculature) and
other important regions of interest. Manual planning utilizing the same 3D models was performed in advance of CAP. CAP was
subsequently employed to automatically generate a plan for each patient. The treating neurosurgeon was able to modify CAP
generated plans based on their preference. The plan with the lowest risk score metric was stereotactically implanted. In all cases
(13/13), the final CAP generated plan returned a lower mean risk score and was stereotactically implanted. No complication or
adverse event occurred. CAP trajectories were generated in 30% of the time with significantly lower risk scores compared to
manually generated. EpiNav has successfully been integrated as a clinical decision support software (CDSS) into the clinical
pathway for SEEG implantations at our institution. To our knowledge, this is the first prospective study of a complex CDSS in
stereotactic neurosurgery and provides the highest level of evidence to date.
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Introduction

Surgery can result in sustained seizure freedom in patients
with drug-resistant focal epilepsy if the seizure onset zone
(SOZ) can be resected [1]. Invasive EEG recordings are
needed to identify the SOZ when noninvasive presurgical
investigations are discordant, when a tailored resection is
required and for mapping adjacent eloquent cortex [2, 3].
Over the last two decades, there has been a significant
shift toward stereoelectroencephalography (SEEG) from
subdural grid placement in most epilepsy surgery centers
[4]. SEEG is a procedure in which electrodes are stereo-
tactically inserted into 10–16 predefined brain regions and
affords a comparatively favorable safety profile [5, 6]
with rapid patient recovery time. Trajectory planning fol-
lows the formulation of an intracranial EEG sampling
strategy, derived from consideration of seizure semiology,
scalp EEG, and imaging data. Precise SEEG trajectory
planning requires a number of parameters to be optimized,

Electronic supplementary material The online version of this article
(https://doi.org/10.1007/s13311-019-00774-9) contains supplementary
material, which is available to authorized users.

* Vejay N. Vakharia
v.vakharia@ucl.ac.uk

1 Department of Clinical and Experimental Epilepsy, Institute of
Neurology, University College London, London, UK

2 National Hospital for Neurology and Neurosurgery, Queen Square,
London, UK

3 Chalfont Centre for Epilepsy, Chalfont St Peter, UK
4 School of Biomedical Engineering and Imaging Sciences, St

Thomas’ Hospital, King’s College London, London, UK
5 Wellcome Trust EPSRC Interventional and Surgical Sciences,

University College London, London, UK
6 Department of Statistical Science, University College London,

London, UK

https://doi.org/10.1007/s13311-019-00774-9
Neurotherapeutics (2019) 16:1183–1197

Published online: 20 August 2019

http://crossmark.crossref.org/dialog/?doi=10.1007/s13311-019-00774-9&domain=pdf
http://orcid.org/0000-0002-9476-4225
https://doi.org/10.1007/s13311-019-00774-9
mailto:v.vakharia@ucl.ac.uk


including accurate targeting of the anatomical structures
of interest through an avascular corridor, drilling angle to
the skull, intracerebral length, gray matter (GM) sam-
pling, and avoidance of other SEEG electrodes. Planning
is, therefore, a time-consuming process that requires mul-
tidisciplinary input. The risk of morbidity from SEEG in a
recent meta-analysis was 1 per 287 electrodes which
equates to 1 in every 29 patients implanted [7]. The
greatest risk associated with SEEG is hemorrhage and it
is imperative that all possible measures to mitigate this are
employed.

Computer-assisted planning (CAP) enables parameters,
which are thought to be most useful during preoperative
planning, to be optimized in a systematic and time-saving
manner. Such software has been classified by the FDA as
“clinical decision support software” (CDSS) and legisla-
tion differentiates this from medical devices [8]. A work-
ing definition of CDSS is a system that “provides clini-
cians or patients with computer-generated clinical knowl-
edge and patient-related information, intelligently filtered
or presented at appropriate times, to enhance patient care”
[9]. To be classified as a CDSS the software must: 1) be
intended to display, analyze, or print medical information
about a patient or 2) be intended to support or provide
recommendations to a health care professional about pre-
vention, diagnosis, or treatment of a disease but 3) not be
intended to acquire, process, or analyze medical images or
signals and 4) the healthcare professional must be able to
review the basis for such recommendations [8]. Most cur-
rent CDSSs provide clinicians with alerts or reminders,
such as drug allergy status and are embedded within hos-
pital electronic systems. More sophisticated CDSSs in-
clude disease-related scoring systems or utilize artificial
intelligence to aid diagnosis or management.

EpiNav is a CDSS that is able to automatically gener-
ate multitrajectory SEEG plans in a fraction of the time
required for manual planning. Previous studies of SEEG
CDSSs have been retrospective comparisons with previ-
ously implanted manually planned trajectories [10–13].
These showed reduced risk scores with the use of CAP.
To assess the real-world clinical utility of the automated
trajectories, external blinded expert neurosurgeons rated
the feasibility of both manual and automatically planned
trajectories based on whether they would implant an elec-
trode along the trajectory based on their individual prac-
tice. This revealed no difference between the acceptability
of manual and CAP trajectories. Ratings for implanted
manually planned trajectories were ~ 70%, highlighting
the variability in surgical practice [13].

We report a prospective comparative study between CAP
and manually planned SEEG trajectories in which the plan
with the lowest mean risk score was stereotactically
implanted.

Methods

Patient Demographics

Thirteen consecutive patients (7 male) with drug-resistant fo-
cal epilepsy undergoing SEEG as part of their routine clinical
care at The National Hospital for Neurology and
Neurosurgery, London, UK, were enrolled between
July 2017 and January 2018. This study was granted by the
National Research Ethics Service Committee London, ap-
proval reference: 12/LO/0377. Written consent was obtained
from all patients prior to inclusion in the study. Patient age at
the time of SEEG implantation was 33.5 ± 6.5 years (mean ±
S.D.). Target regions for SEEG sampling were determined
following a multidisciplinary team meeting in which the clin-
ical history, semiology, video telemetry, imaging, neuropsy-
chological, and neuropsychiatric assessments were reviewed
(see Table 1). Following this, the EpiNav software was then
utilized to assist the surgeon with the precise planning of the
electrode trajectories, after the acquisition of vascular
imaging.

Trajectory Planning

Manual planning was undertaken by experienced neurosur-
geons in all patients with 3Dmodels of the cortex and vascular
segmentation prior to CAP (see below for description). Entry
points on the scalp surface and target points within the struc-
ture of interest were manually determined and iterated to
achieve a satisfactory solution that was labelled plan 1.

CAP was undertaken using EpiNav (UCL, London, UK).
EpiNav is a multimodal imaging platform that allows manual
as well as advanced multitrajectory automated planning [14],
invasive EEG grid/electrode contact localization [15], SEEG
signal visualization, source localization, and resection plan-
ning [16]. CAP was performed with a gadolinium-enhanced
T1 MRI reference image and vascular segmentation (see
Fig. 1). Patients also underwent digital subtraction catheter
angiography (DSCA) with an intra-arterial contrast injection
of the ipsilateral internal carotid artery and/or vertebral artery
depending on the implantation strategy. A vessel extraction
filter [17] was applied to the raw bone subtracted DSCA im-
ages prior to manual threshold setting, 3D model generation
and mesh cleaning. A rigid registration of the bone-inclusive
DSCA image to the reference image was then performed. A
visual check of the vessel segmentation suitability and regis-
tration accuracy was performed before commencing planning.
Whole brain parcellations and pseudo-CT images were gener-
ated from T1 MPRAGE sequences with a field-of-view
(FOV) of 224 × 256 × 256 mm (antero-posterior, left-right,
inferior-superior) and acquisition matrix of 224 × 256 × 256
for a voxel size of 1 mm isotropic (TE/TR/TI = 3.1/7.4/
400 ms; flip angle 11°; parallel imaging acceleration factor
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Table 1 Patient demographics

No. Age
(years)

Onset of
epilepsy
(years)

Hemispheric
language
dominance
(fMRI)

Semiology Scalp EEG (contact names
based on EEG 33 system)

Neuroimaging findings Primary hypothesis of
EZ

1 42 3 Left 1. Psychic aura
2. Automotor

seizure
3. Dystonic

posturing of the
left arm

4. Post-ictal nose
wiping with the
right hand

Interictal: Intermittent right
temporal slowing and right
temporal sharp waves

Ictal: Fast activity in posterior
parietal region

1. Right mesial temporal
sclerosis

Hippocampal volumes:
Right 2.34 cm3

Left 2.94 cm3

Ratio 79%
2. FDG PET inconclusive

Neocortical posterior
quadrant onset with
early temporal
involvement

2 43 14 Left 1. Psychic aura
2. Complex

motor/hyperkinetic
seizure

3. Loss of
awareness

4. Post-ictal speech
difficulties

Interictal: Intermittent slow left
and right temporal regions.
Sharp waves left anterior
temporal (F7 > LSPh >
F11 > F3, ~ 50%) and
right fronto-temporal (F8 >
RSPh > F12 > T4, ~ 50%)

Ictal: Left temporal discharges
at onset of seizure

1. Normal structural
imaging

2. FDG PET left frontal
and temporal
hypometabolism

3. Ictal SPECT
inconclusive

Left frontal
(neuropsychological
testing implicates the
dominant
fronto-temporal re-
gion)

3 26 6 Left 1. Autonomic aura
2. Automotor

seizure—
vomiting follow-
ed by
outstretched
arms and
clenched fists

3. Dialeptic—
behavioral arrest
with loss of
awareness
followed by oral
automatisms

4. Secondary
generalized
tonic/clonic sei-
zure

Interical: Polyspikes and sharp
waves (F8 > FC6 > F4) in
runs without clinical change

Ictal: Right inferior frontal >
right fronto-central onset with
prominent ictal tachycardia

1. Normal structural
imaging

2. FDG PET—mildly
reduced tracer activity
in both temporal lobes

Right hemispheric /
insula
(neuropsychological
testing implicates the
nondominant
temporal region)

4 34 1 Left 1.Psychic/autonomic
aura

2. Hyperkinetic
seizure
(bicycling
movements in
both legs)

Interictal: No abnormalities
Ictal: Left temporal lobe onset

1. Left temporal
hippocampal sclerosis

2. FDG PET—reduced
metabolic activity in
the left temporal lobe

Left fronto-temporal
(neuropsychological
testing unable to
distinguish left frontal
from temporal dys-
function due to lan-
guage barrier)

Possible nonepileptic
attacks

5 25 9 Not
performed

1. Unspecified aura
2. Dialeptic seizure
3. Left arm and leg

tonic seizure
4. Axial tonic

seizure

Interictal: Intermittent slow over
vertex (Cz) and right
fronto-central (F4 and C4)

Ictal: Right fronto-central onset

1. Hemosiderin staining
in the left superior
frontal gyrus
suggestive of
cavernoma

2. FDG PET—minimal
hypometabolism in left
superior frontal region

3. Ictal SPECT—
hyperperfusion in the
left superior frontal and
right frontal regions

Right mesial frontal
lobe
(neuropsychological
testing suggests
frontal
lobe dysfunction)

6 37 7 Bilateral 1. Unspecified aura Interictal: Very rare sharp waves
anterior frontal region

1. Normal structural
imaging

Right fronto-central
(neuropsychological
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Table 1 (continued)

No. Age
(years)

Onset of
epilepsy
(years)

Hemispheric
language
dominance
(fMRI)

Semiology Scalp EEG (contact names
based on EEG 33 system)

Neuroimaging findings Primary hypothesis of
EZ

2. Asymmetric
tonic seizure (left
arm extended)

3. Dialeptic seizure

Ictal: Rhythmic activity (3–5 Hz)
fronto-central region

2. FDG PET—subtle re-
duction in metabolic ac-
tivity in right frontal
lobe

3. Ictal SPECT—
hyperperfusion in the
right frontal lobe

testing suggests
dominant hemi-
sphere dysfunction)

7 31 3 Right 1. Right arm
somatosensory
aura

2. Asymmetric
tonic seizure
(right arm)

3. Post-ictal right
arm weakness

4.Dialeptic/automotor
seizure

Interictal: Sharp waves left
fronto-temporal (max F7/T7)
with polyspikes and left poste-
rior temporo-parietal (max P7)

Ictal: Attenuation and low
amplitude fast in left
temporo-parietal region.
Repetitive left temporo-parietal
sharp waves

1. Extensive damage to left
hemisphere lined by
gliotic rim involving
temporal, parietal, and
insula lobes

Left centro-parietal
(neuropsychological
testing suggests
widespread cerebral
dysfunction maxi-
mally
implicating the non-
dominant
fronto-parietal
region)

8 36 4 Left 1. Dialeptic seizure
2. Automotor

seizure
3. Secondary

generalized
tonic/clonic sei-
zure

Interictal: Sharp waves right
temporal (max T4) 80% and
sharp waves left anterior
temporal (max F7) 20%

Ictal: Onset nonlocalizable.
Evolutionmore prominent over
right hemisphere

1. Normal structural
imaging

2. FDG PET—reduced
metabolic activity in
temporal lobes
bilaterally, right more
than left

Right fronto-temporal
(neuropsychological
testing did not pro-
vide any consistent
lateralizing or local-
izing signs)

9 33 7 Left 1. Left arm and leg
somatosensory
aura

2. Autonomic aura
3. Automotor

seizure
4. Secondary

generalized
tonic/clonic sei-
zure

Interictal: Intermittent right
temporal slowing

Ictal: Right temporal onset with
wider right hemispheric onset
recorded in some seizures

1. Right hippocampal
sclerosis

Hippocampal volumes:
Right 2.08 cm3

Left 2.53 cm3

Ratio 82%

Right temporal plus
(neuropsychological
testing suggests
dominant
fronto-temporal dys-
function)

10 19 15 Left 1. Bilateral
visual/auditory
aura

2. Automotor
seizure

3. Secondary
generalized
tonic/clonic sei-
zure

Interictal: Sharp wave left
temporal (LSph and T7) and
left frontal (Fp1 > F3 > Fz)

Ictal: Spike and slow waves left
hemisphere, maximal
fronto-centro-temporal region
with spread to the right

1. Normal structural
imaging

2. FDG PET—mild reduc-
tion inmetabolic activity
in the left temporal lobe

Left fronto-temporal
(neuropsychological
testing suggests left
temporal lobe
dysfunction)

11 29 22 Left 1. Psychic aura
2. Automotor

seizure—left
hand and oral
automatisms

3. Secondary
generalized
tonic/clonic sei-
zure

Interictal: Sharp waves right
temporal maximal (F12 and
T8). Rare left temporal sharp
waves (F11)

Ictal: Regional right inferior
temporal onset which evolves
to rhythmic theta and
propagation to the right
parasagittal and left temporal
regions

1. Right hippocampal
sclerosis

Hippocampal volumes:
Right 2.14 cm3

Left 2.76 cm3

Ratio 77.6%
2. FDG PET – Reduced

metabolic activity in the
right temporal lobe

Right fronto-temporal
(neuropsychological
testing suggests right
frontal lobe dysfunc-
tion)

12 32 22 Right 1. Bilateral
somatosensory
aura

2. Asymmetric
tonic seizure—

Interictal: Sharp waves left
fronto-central region (F3/FC1
> FC5)

Ictal: Left fronto-central onset

1. Subtle left hippocampal
sclerosis

Hippocampal volumes:
Right 3.02 cm3

Left 2.93 cm3

Left fronto-central
(neuropsychological
testing suggests
dominant temporal
lobe dysfunction)
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2) using geodesic information flows (GIF) [18]. Patient-
specific 3D models of the cortex, sulci, GM, scalp, and
SEEG entry and target regions were then generated from the
GIF parcellations. The samemodels were utilized duringman-
ual planning as were required for CAP to ensure parity be-
tween the two planning methods. For a detailed description of
the CAP algorithm, see Sparks et al. [12]. In brief, the DSCA
vascular segmentation was used as a critical structure and the
algorithm plans trajectories to remain as far from the vessel as
possible, up to a distance of 1 cm. A minimum vessel distance
of 3 mmwas set based on previous accuracy data [19], where-
by only 1% of implanted electrodes would exceed this dis-
tance from the planned trajectory. A risk score [12, 20], based
on the cumulative distance of the planned trajectory from the
vessel segmentation, was calculated using the following
equation:

R ¼
∑
N

i

10−Dist ið Þ
N 10−3ð Þ ; Dist ið Þ > 3

1þ ∑
N

i

3−Dist ið Þ
3N

; Dist ið Þ≤3

8
>><

>>:

where N = 128, the total number of sampling nodes along
the length of the trajectory and i denotes the indices of the
individual node being computed. The risk score (R) is
expressed as a value between 0 and 2, with values > 1 indi-
cating at least one node is within 3 mm of a segmented blood
vessel.

Sulcal models were derived from the whole brain
parcellation and were set as no-entry zones to prevent

electrodes from passing through the sulci pial boundary where
vessels are known to be present (see Fig. 2). The graymatter at
the bottom of sulci are sampled by contacts on electrodes
passed down the adjacent gyrus. GM was weighted so that
trajectories with increased GM sampling were preferentially
selected, in order to maximize the efficiency of detecting ep-
ileptic activity. Coupled with the sulcal model, this preferen-
tially places electrodes within the gray matter at the depth of
sulci. Angle crossing the skull and length restrictions were
applied at < 30° from orthogonal and < 90 mm, respectively,
based on previous work showing that these parameters gener-
ated clinically feasible trajectories when assessed by blinded
external experts [13]. Planned trajectories were prevented
from being within 10 mm of other trajectories to satisfy local
post-SEEG MRI safety guidelines.

Trajectories generated by CAP were labelled as plan 2 and
represent the output of CAP without any human review.
Following this next entry and next target buttons were used
to iterate through the CAP planned trajectories in a risk-
stratified manner until the most feasible trajectory was found
and labelled as plan 3. This represents the most feasible tra-
jectory that could be provided with CAP after human review
but without precise adjustments. If precise adjustments were
required, these were applied and labelled as plan 4. The mean
risk score of all trajectories in plan 1 was compared to plan 4
and the plan with the lowest risk score was implemented sur-
gically. The plans were then exported to the S7 Stealth station
(Medtronic Inc., Minneapolis, MN) for stereotactic implanta-
tion. Following implantation, patients underwent both CT and
MRI scans within 48 h, which were then coregistered to the

Table 1 (continued)

No. Age
(years)

Onset of
epilepsy
(years)

Hemispheric
language
dominance
(fMRI)

Semiology Scalp EEG (contact names
based on EEG 33 system)

Neuroimaging findings Primary hypothesis of
EZ

head turn to left
with bilateral arm
extension

3. Secondary
generalized
tonic/clonic sei-
zure

Ratio 97%
2. FDG PET—reduced

hypometabolism over
the left hemisphere most
prominent in the left in-
ferior frontal region

13 36 27 Left 1. Dialeptic seizure
2. Automotor

seizure
3. Secondary

generalized
tonic/clonic sei-
zure

Interictal: Sharp waves right
anterior temporal (50%), left
anterior temporal (30%), right
frontopolar (10%), and left
frontopolar (5%)

Right fronto-central paroxysmal
fast activity

Ictal: Right hemispheric activity
at onset, maximal
centro-parietal regions follow-
ed by temporal spread

1. Widening of the sulci
over the right cerebral
hemisphere suggestive
of a perinatal right
hemispheric insult

2. FDG PET—Reduced
metabolic activity in
right frontal and tempo-
ral lobes

Right fronto-temporal
(neuropsychological
testing did not pro-
vide
any consistent
lateralizing or local-
izing signs)
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generated plans. Any hemorrhage (clinical or asymptomatic)
present on the images was reviewed and noted. Repeat CT
scans were not routinely performed after removal of the elec-
trodes to prevent unnecessary irradiation unless there was a
clinical indication. All other surgical complications were strat-
ified according to the Clavien–Dindo classification [21].

Statistical Analysis

A prospective sample size calculation revealed that 42 elec-
trode comparisons (~ 5 patients) would be required to detect a
0.1 reduction in risk score assuming a standard deviation
(S.D.) of 0.1 and a power 0.9 (β = 0.1) and significance level
α = 0.05, two-tailed. To account for the potential of clustering
[22], we required ≥ 118 electrodes (~ 13 patients), assuming a
cluster size of 10 electrodes per plan and an intracluster cor-
relation coefficient of 0.2.

Statistical analysis was performed using Stata (Version 15).
Comparison of paired trajectory metrics between Plan 1 and 4
was undertaken using mixed-effects linear regression models,
with patient-level random effects to account for the clustering
of electrodes within patients. Difference estimates together
with associated 95% confidence intervals and p values for a
test of the null hypothesis that the true difference is zero are
reported.

Comparison between the different phases of CAP
(plans 2–4) was also performed using mixed-effects lin-
ear regression models with patient-level random effects
to account for the clustering of electrodes within patients.
Estimates for each metric are reported for each plan type
(with 95% confidence intervals). In each case, a likeli-
hood ratio test was used to obtain a p value for tests of
the null hypothesis of no difference in the corresponding
metric between plans 2 and 4.

Fig. 1 CAP image processing pipeline: imaging modalities required for
CAP include a reference image (A), preferably a gadolinium-enhanced
T1 image, and a vascular imaging modality (B). A whole brain
parcellation (C) is generated from the T1 image. A model of the scalp
(D) is generated from the reference image while models of the cortex (E),
sulci (F), and gray matter (G) are automatically extracted. Vascular
models (H) are derived from the vascular imaging following filter appli-
cation and mesh cleaning. The implantation schema entry and target
points are then selected from the whole brain parcellation (I) and brain
ROIs are automatically segmented (J). In this case, amygdala,

hippocampus, and lingual gyrus target regions are shown with the middle
temporal gyrus as the entry region. A composite image of the scalp, brain,
and vasculature is shown (K). Trajectories that exceed length, angle, and
critical structure restrictions are removed from consideration. Risk maps
for the target structure (only hippocampus shown) and corresponding
entry zones are generated (L). CAP trajectories with shortest intracerebral
length, orthogonal drilling angles, maximal gray matter sampling, and
lowest trajectory risk score are provided (M). Generated trajectories also
shown with vascular model (N). ROI = region of interest. Note: for clarity
only temporal electrodes are shown

V. Vakharia et al.1188



Results

A total of 125 electrodes (mean of 9.62 electrodes per patient)
were implanted (see Table 2), of which 7 were in the left
hemisphere (see Figs. 2 and 3 for an example of an
implanted CAP generated plan).

At an individual patient level, plans derived following CAP
with human review and adjustment (plan 4) had a lower mean
risk score compared to the manual plans (plan 1) and were
stereotactically implanted in all 13 cases (see Table 3 and
Fig. 4). There were no hemorrhages or adverse events follow-
ing implementation of the plans (125 electrodes) and the target
structures were successfully sampled in all cases.

Group level metrics for the individual plans are shown
in Tables 3 and 4. Comparison of trajectory metrics be-
tween plans 1 and 4 revealed a significant reduction in
risk score (p = 0.003) and minimum distance from critical
structures (p = 0.04), but not intracerebral trajectory length
(p = 0.76), drilling angle (p = 0.47) or gray matter sam-
pling ratio (p = 0.10). Subgroup analysis of the trajectory
parameters between plans 2 and 4 revealed that risk score
and minimum distance following the immediate output of
CAP (plan 2) was significantly lower than following the

subsequent human interaction (plan 3 and plan 4) p =
0.00024 and p = 0.001, respectively.

Computation times for CAP (generation of plan 2)
ranged from 34 to 89 s. Review of the trajectories and
iteration through the risk-stratified trajectories (plan 3)
required an additional 15–20 min. Final precise adjust-
ments (plan 4) and review of all trajectories took an ad-
ditional 20–40 min depending on the complexity of the
implantation (see Fig. 5). Using CAP, the total time for
plan generation, individual trajectory review, and precise
adjustment took 62 ± 17 min (mean ± S.D.). Manual plan-
ning took an average of 221 ± 39 min (mean ± S.D.). Due
to the long manual planning duration, this was usually
spread over two separate sessions. Overall CAP (plans
2–4) was significantly quicker than manual planning
(p = 6.4 × 10−8).

Discussion

Before CDSSs can be integrated into the clinical pathway,
they must be rigorously tested and externally validated to en-
sure that they perform optimally across a representative range

Fig. 2 EpiNav generated
electrode trajectories: example
EpiNav generated implantation
from patient 13 with suspected
right fronto-temporal onset. a
Right fronto-lateral view of 3D
model of the cortex with the
EpiNav generated implantation
plan of 13 electrodes. b
Transparent cortex to allow visu-
alization of the intracerebral
course of the planned electrodes.
c Superimposed vessel segmenta-
tion from a right internal carotid
artery used for precise planning. d
Superimposed post-implantation
bolt and actual electrode contact
segmentation (yellow)

Computer-Assisted Planning for Stereoelectroencephalography (SEEG) 1189



of patients and institutions (see Table 5 for a summary of the
published literature to date along with methodological index
for nonrandomized studies (MINORS) [23] scores for study
design appraisal) (see supplementary material Table 1 for
itemization of MINORS scores).

Over the last 5 years, CAP algorithms have significantly
advanced. Initial studies implemented many of the single tra-
jectory planning features [24, 25] that had been developed
previously for deep brain stimulation [26]. As SEEG schema
contains many more electrodes and the target points are ana-
tomically more varied, multitrajectory planning was required
[10, 12, 27]. This added an additional level of complexity to
CAP planning as not only did individual electrodes need to be
optimized with regard to planning parameters, but they could
not come within a user-defined distance of each other. Various
parameters for minimum vascular distance, sulcal avoidance,
risk calculation, and drilling angle through the skull have been

implemented and these studies have shown significant im-
provements in planning time. With the addition of patient-
specific whole brain parcellations, entry and target structures
no longer need to be manually selected but whole brain ana-
tomical regions can now be specified. This helps to further
automate the process and increase the potential number and
safety of generated trajectories [13, 14]. To date, all previous
studies have been retrospective comparisons in which previ-
ous manually planned and implemented trajectories were
replanned utilizing CAP and metrics compared back to the
manual plans. Due to the low incidence of intracranial hem-
orrhage associated with SEEG, most CAP studies have
adopted a surrogate metric in the form of a risk score [12,
26, 28–30], which is the cumulative distance from the vascu-
lature, for comparison. To validate the clinical feasibility of
the trajectories, these were rated by expert neurosurgeons [10,
11, 14, 31].

Table 2 Summary of electrode sampling regions

Subject number [implanted hemisphere]

1 [R] 2 [L] 3 [R] 4 [L] 5 [R] 6 [R] 7 [L] 8 [L] 9 [R] 10 [L] 11 [R] 12 [L] 13 [L]

Temporal Amygdala ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓

Anterior hippocampus ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓

Posterior hippocampus ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓

Temporo-occipital junction ✓ ✓ ✓ ✓

Superior temporal gyrus ✓

Middle temporal gyrus ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓

Cingulum Anterior cingulum ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓

Middle cingulum ✓ ✓ ✓ ✓ ✓ ✓

Posterior cingulum ✓ ✓ ✓ ✓ ✓

Frontal Mesial orbitofrontal cortex ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓

Lateral orbitofrontal cortex ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓

Superior frontal gyrus ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓

Middle frontal gyrus ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓

Inferior frontal gyrus ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓

Mesial prefrontal cortex ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓

Pre-SMA ✓

Anterior SMA ✓ ✓ ✓ ✓

Posterior SMA ✓ ✓ ✓ ✓ ✓

Precentral gyrus ✓ ✓

Parietal Postcentral gyrus ✓ ✓ ✓

Superior parietal lobule ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓

Supramarginal gyrus ✓ ✓ ✓ ✓ ✓

Angular gyrus ✓

Insula Anterior Insula ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓ ✓

Posterior Insula ✓ ✓ ✓ ✓ ✓ ✓

Anatomic brain regions sampled by SEEG. Note: the same region may be sampled by more than one electrode and one electrode may sample multiple
brain region, e.g. an orbitofrontal electrode implanted using an orthogonal trajectory may enter through the pars orbitalis of the inferior frontal gyrus,
sample the lateral orbitofrontal gyrus, mesial orbitofrontal gyrus and terminate in the mesial prefrontal region. Occasionally, the anterior insula may also
be sampled using this trajectory
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We have previously undertaken a retrospective clinical as-
sessment of SEEG planning with EpiNav [13]. Consecutive
patients that had undergone manual planning and electrode
implantation were selected from a prospectively maintained
database and the implantation schema was replanned using
CAP. The resulting trajectory metrics revealed that CAP tra-
jectories significantly improved trajectory length, drilling an-
gle, gray matter sampling ratio, risk, and minimum distance
from vasculature. The trajectories were also externally vali-
dated by five expert neurosurgeons that were blinded to the
trajectory generation method. There was no significant

difference in feasibility between manual and CAP generated
electrodes. The implication of this was that CAP could gener-
ate SEEG trajectories that are potentially safer and more effi-
cient than those planned manually in a fraction of the time.
This study also instituted a sulcal model that prevents elec-
trodes from crossing the sulcal pial boundaries in order to
reflect the current surgical practice at our institution. We ac-
knowledge that there is variability in surgical practice with
regard to crossing sulcal pial boundaries and accordingly this
constraint can be turned on or off at the surgeon’s discretion.
The intent of the sulcal model is to prevent trajectories passing

Fig. 3 Detailed post-implantation
view of active contacts: detailed
views of the contacts that were
active on the right orbitofrontal
electrode at the onset of the sei-
zure. Implemented electrode tra-
jectories segmented from the
post-operative CT are shown
(yellow) and fused with the pre-
operative MRI. The electrode
contacts active at the onset of the
seizure are shown in red. These
have been accentuated for clarity.
In-line trajectory views (top left
and bottom left) as well as probes
eye view (top right) and 3D
model (bottom right) are shown.
Note: the orbitofrontal trajectory
passes through the gray matter at
the depths of the sulci along the
orbitofrontal cortex before termi-
nating in the mesial prefrontal
cortex. Electrode conflicts with
vessels in the sulcus are averted
by preventing the trajectory from
crossing sulcal pial boundaries

Table 3 Metric comparison
between manual (plan 1) and final
CAP (plan 4)

Metric Estimate (plan 1–plan 4 difference) 95% confidence interval p value

Length (mm) 0.54 (− 2.94, 4.02) 0.762

Drilling angle (deg.) 1.11 (− 1.88, 4.10) 0.467

GM sampling ratio −0.02 (− 0.05, 0.00) 0.098

Risk score 0.05 (0.02, 0.08) 0.003

Minimum distance
from critical
structure (mm)

−0.22 (− 0.43, − 0.01) 0.040

Estimates for differences between plan 1 and plan 4, for each metric, together with associated 95% confidence
intervals and p values for a test of the null hypothesis that the true difference = 0. The estimates have been obtained
from mixed-effects regression models that include within-patients random effects to account for within-patient
clustering of electrodes
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through sulcal pia where vasculature is known to reside (see
Fig. 2). Our practice to sample gray matter at the bottom of
sulci, which is a common site for focal cortical dysplasia, is to
direct trajectories obliquely through the adjacent gyrus. The
preferential GM sampling feature facilitates efficient sampling
of all selected gray matter targets. The current prospective
study builds upon our retrospective experience with CAP for
SEEG, validating this as a CDSS for trajectory planning.

During the generation of CAP trajectories, we assessed
metrics at each stage to replicate the expected “real-world”
clinical application. As a CDSS, it is intended that the
recommended output of CAP (plan 2) be reviewed by the
operating neurosurgeon and any potential modifications be
made by iterating through the CAP trajectories in a risk-
stratified manner (plan 3). This allows the neurosurgeon to
customize trajectories to fit their usual practice while also

Fig. 4 Comparative trajectory
metrics between plans: a
comparison of mean length (mm)
and drilling angle to the skull
(deg.) and b risk score, gray mat-
ter sampling ratio, and minimum
distance from vasculature (mm)
between the different trajectory
generation methods (plans 1–4).
Error bars represent 95% confi-
dence intervals
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utilizing CAP to ensure that the trajectory carries the low-
est risk. If required, further modifications can be made by
the neurosurgeon setting precise entry and target points
(plan 4) prior to implantation. For the purpose of this pro-
spective validation study, we compared the manual plan
(plan 1), made in advance of CAP, with the final CAP-
assisted plan ready for implantation (plan 4). In all cases,
plans carrying the lowest mean risk score were stereotacti-
cally implanted. No patients had an adverse event related
to the planning or implantation of the CAP generated tra-
jectories. Unlike in previous studies [11, 13], there was no

significant difference in intracerebral length, drilling angle
to the skull, or GM sampling ratio between manual and
implemented CAP trajectories. This is most likely due to
the evolving nature in which manual planning was per-
formed, whereby the preoperative 3D models generated
for use with CAP were also available to the neurosurgeon.

It should be noted that there is a significant distinction be-
tween computer-assisted and computer-autonomous planning.
The former requires an expert neurosurgeon to review and
modify the suggested plans as necessary prior to stereotactic
implantation. Due to the complexity of SEEG planning and

Fig. 5 Timeline for SEEG implantation generation for CAP and
manually generated trajectories: comparative mean timelines for
trajectory generation between CAP and manually planned SEEG
implantations. Manual trajectory planning is represented by plan 1.
CAP planning consisted of automated trajectory generation (plan 2),

followed by semi-automated trajectory alterations by cycling through
risk-stratified automated trajectories (plan 3) and manual checking and
fine adjustments to the CAP trajectories were required (plan 4). Please
note, only plan 4 trajectories were implanted into patients

Table 4 Metric comparison
between different phases of CAP
(Plans 2–4)

Metric Estimate (95% confidence interval) p
value*

Plan 2 Plan 3 Plan 4

Length (mm) 43.65 (39.39, 47.92) 44.41 (40.15, 48.68) 43.16 (38.90, 47.44) 0.772

Drilling angle (deg.) 18.85 (16.53, 21.18) 19.36 (17.04, 21.68) 18.84 (16.52, 21.16) 0.885

GM sampling ratio 0.37 (0.30, 0.45) 0.39 (0.31, 0.46) 0.37 (0.30, 0.45) 0.704

Risk score 0.90 (0.84, 0.96) 0.96 (0.90, 1.02) 1.01 (0.95, 1.07) 0.00023

Minimum distance from
critical structure (mm)

2.76 (2.45, 3.07) 2.36 (2.05, 2.67) 2.23 (1.92, 2.54) 0.001

Estimates for each metric by group from mixed-effects ANOVA models that include patient-level random effects
to account for within-patient clustering of electrodes. *p values are shown for likelihood ratio tests of the null
hypothesis of no difference in the corresponding outcome variable between plans 2 and 4

Computer-Assisted Planning for Stereoelectroencephalography (SEEG) 1193



Table 5 Summary of published literature of clinical studies utilizing CAP for SEEG

Publication CAP
platform

MINORS Type Number of
patients
(electrodes)

Parameters optimized Comments

De Momi
et al.
(2013)

3D
Slicer

16/24 Retrospective 15 (199) Vessel distance
Skull drilling angle
Sulci

Single electrode planning
Entry and target points manually selected by surgeon and

4.38 mm and 4.27 mm search radius applied respectively
No external validation

Zombori
(et al
2014)

EpiNav 12/24 Retrospective 6 (30) Vessel distance
Skull drilling angle
Electrode length
Risk score

Single electrode planning
Overall electrode risk score, length, and drilling angle were

improved with CAP

De Momi
et al.
(2014)

3D
Slicer

16/24 Retrospective 3 (24) Vessel distance
Skull drilling angle
Adherence to planned

entry and target
structure

Cortex curvature
value

Multielectrode planning
1.6 mm safety margin from vasculature within 2.5 cm of

skull entry point and 1 mm safety margin thereafter
Maximum drilling angle 40°
Minimum distance from vessel was significantly improved

with multielectrode planning
No external validation

Zelmann
et al.
(2014)

MINC
toolk-
it

14/24 Retrospective 6 (27) Vessel distance
Sulci
Ventricles
Gray matter sampling
Target volume

sampling

Multielectrode planning
Only amygdala and hippocampus targeted
Automated trajectories improved target volume sampling,

distance from vasculature and gray matter contact
25/27 trajectories were rated feasible

Zelmann
et al.
(2015)

MINC
toolk-
it

14/24 Retrospective 20 (116) Risk score
ROI recording

volume
Gray matter sampling
Skull drilling angle

Multielectrode planning
Only 3 electrodes (amygdala, anterior hippocampus, and

posterior hippocampus) planned with target structures
defined as ROIs.

Single neurosurgeon did feasibility assessment on all
patients. A second neurosurgeon scored 12 patients. No
external validation

Automated trajectories were statistically safer overall and
rated more feasible than those that were manually
planned.

Insertion angle was higher with automated trajectories

Nowell
et al.
(2016)

EpiNav 16/24 Retrospective 18 (166) Electrode length
Skull drilling angle
Risk score
Vessel distance
Gray matter sampling
Sulci

Multielectrode planning
3 mm safety margin from vasculature along entire length of

trajectory with risk profile graphic
Surgeon manually selects target point
Able to generate 98.2% of the required trajectories
External blinded evaluation revealed 79% were feasible for

implantation without further adjustment

Scorza
et al.
(2017)

3D
Slicer

14/24 Retrospective 20 (253) Vessel distance
Sulcal avoidance
Skull drilling angle
Electrode conflicts

Multielectrode planning
4 mm safety margin from vasculature within 1 cm of skull

entry point and 1 mm safety margin thereafter
Entry and target points manually selected by surgeon and

7 mm and 3 mm search radius applied respectively
Improvement in optimization parameters in 98% of

electrodes.
No feasibility ratings of trajectories or external validation

undertaken.

Sparks
et al.
(2017)a

EpiNav 16/24 Retrospective 18 (165) Electrode length
Skull drilling angle
Risk score
Vessel distance
Gray matter sampling
Sulci

Multielectrode planning
3 mm safety margin from vasculature along entire length of

trajectory with risk profile graphic
Surgeon manually selects target point
Entry structure risk map generation
Improvement in risk, gray matter sampling, intracerebral

length, and drilling angle with CAP
Skull template to remove infeasible entry points

Sparks
et al.

EpiNav 16/24 Retrospective 20 (190) Electrode length
Skull drilling angle

Multielectrode planning
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variability in implantation methods as well as surgeon planning
practices, it is unlikely that computer-autonomous algorithms
will be available in the near future. We have previously found
that manually planned and implemented trajectories rated by
external blinded neurosurgeons were deemed feasible in only
70%. In each of these cases, the manually planned trajectories
were by definition feasible as they had already been implanted
without complication. This highlights the lack of consensus
between stereotactic neurosurgeons regarding planning param-
eters and is likely to be a hurdle to widespread adoption of
computer-autonomous planning. Furthermore, the variability
in acquisition parameters for preoperative MRI and methods
for vascular imaging mean the results of CAP will vary be-
tween institutions. In this study, we employ DSCA to provide
the greatest segmentation of intracranial vasculature, although
not all institutions acquire this [32]. It still remains unclear what
is the critical vessel size for visualization for safe SEEG. The
ability for the neurosurgeon to be able to modify CAP output is
key to customizing trajectories based on individual surgeon
preferences and building user confidence in the algorithms.

There are limitations to this study. It would have been
methodologically superior to perform a prospective, random-
ized controlled trial of CAP versus manual trajectory plan-
ning. As there have not been any prospective studies of CAP
to date, we decided it would be safer to independently

generate CAP and manual plans for comparison and implant
those with the lowest risk score. As the position of individual
trajectories impacts upon other trajectories in the plan, we
compared the mean risk score for the overall plan and not at
an individual electrode level. Furthermore, all patients and
implantations were performed at a single institution where
uniform imaging protocols were performed on all patients. It
is unclear whether the same results would be achieved by
other institutions employing different imaging strategies. We
have suggested parameters for suitable image acquisition pro-
tocols using different MRI scanners (supplementary material
Table 2) so this can be replicated at other centers.We acknowl-
edge the small sample size of the study (n = 125 electrodes in
13 patients) but emphasize that even when controlling for
clusteringwithin patients the study was well powered to detect
the study primary end-point (power = 0.9 to a difference in
risk score of ≥ 0.1). A further limitation of this study, and
one that is ubiquitous in all CAP algorithms, is the reliance
on a risk score [25, 26, 28, 29]. Due to the low incidence of
hemorrhage from SEEG, a prohibitively large sample size
would be required to undertake a study in which reduction
in hemorrhage rate was the primary outcome. Given that hem-
orrhage must occur from conflict with a blood vessel (visual-
ized or not by modern imaging techniques) and that exploita-
tion of avascular channels during trajectory planning is the

Table 5 (continued)

Publication CAP
platform

MINORS Type Number of
patients
(electrodes)

Parameters optimized Comments

(2017)b Risk score
Vessel distance
Gray matter sampling
Sulci

3 mm safety margin from vasculature along entire length of
trajectory with risk profile graphic

Entry and target regions defined as anatomic ROIs allowing
algorithm to define optimal entry and target points

Entry and target structure risk map generation
Iterative relaxation of hard constraints if suitable trajectories

cannot be found
External blinded feasibility ratings were 97% for manual

and 90% for CAP generated trajectories

Vakharia
et al.
(2017)

EpiNav 20/24 Retrospective 13 (116) Electrode length
Skull drilling angle
Risk score
Vessel distance
Gray matter sampling
Sulci

Multielectrode planning
3 mm safety margin from vasculature along entire length of

trajectory with risk profile graphic
Entry and target regions defined as anatomic ROIs allowing

algorithm to define optimal entry and target points
External review of manual and CAP trajectories in blinded

fashion revealed no difference in feasibility
Improvement in risk, gray matter sampling, intracerebral

length and drilling angle with CAP

Vakharia
et al.
(2018)*

EpiNav 24/24 Prospective 13 (125) Electrode length
Skull drilling angle
Risk score
Vessel distance
Gray matter sampling
Sulci

Multielectrode planning
First prospective CAP study in which CAP trajectories were

implemented with no adverse events
Significant improvement in risk score

*Current study
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primary goal of the surgeon, we apply the pragmatic tenet that
hemorrhage is less likely to occur the further an electrode is
placed from an intracranial vessel. The risk score is, therefore,
an objective means of quantifying the size of the avascular
corridor. Future studies should aim to be multicenter in nature
to assess the external robustness of the algorithm and feasibil-
ity in the hands of different neurosurgeons. It would also be
methodologically optimal if the neurosurgeon was blinded to
the generation method but still retained the ability to modify
the plans prior to implantation. In reality, surgeon blinding is
difficult to implement as the surgeon performing the implan-
tationwould have to be different to the surgeon performing the
manual planning.

Currently, EpiNav supports the direct export of CAP plans
to the S7 Stealth Station (Medtronic Inc.) for implantation.
Future developments may include export formats that are
compatible with other devices, e.g. Leksell frame. We will
also aim to improve the feasibility of the immediate CAP
output (plan 2) and reducing the modifications required by
the surgeon (plans 3 and 4). Given the significant variability
in surgeons’ preference for trajectory planning, this will re-
quire customization of CAP to the individual surgeon’s prac-
tice. To this end, we propose the generation of spatial priors
for specific trajectories that will define commonly used entry
and target zones.

Conclusion

CAP provides clinically feasible SEEG trajectory plans with
improved safety metrics in one third of the time required for
manual planning. Incorporating automated SEEG planning
into the clinical workflow is possible with the use of EpiNav
as a CDSS. We have itemized each stage of the trajectory
generation pathway and highlighted the ability of the surgeon
to modify the trajectories based on their individual planning
preferences in a risk-stratified manner. When the final CAP
trajectories were directly compared with manual plans, they
returned lower mean risk scores in all cases and were prospec-
tively stereotactically implanted without complication.
EpiNav is a significant advance in the planning of SEEG
trajectories and has application for other stereotactic neurosur-
gical procedures including planning cranial laser interstitial
thermal therapy (LITT), deep brain stimulation, focal therapy
delivery, brain biopsies, and shunt catheter placement.

Acknowledgments: Wellcome Trust (WT106882)/Wellcome/EPSRC
[203145Z/16/Z] and NIHR UCLH Biomedical Research Centre
Funding: Wellcome Trust (WT106882)/Wellcome/EPSRC [203145Z/
16/Z] and NIHR UCLH Biomedical Research Centre.

Author Contribution VNV: Literature search, figures, study design, data
collection, data analysis, data interpretation, and manuscript writing.

RS: Software technical lead, study design, data collection, and critical
review of the manuscript.

AM: Data collection and critical review of the manuscript.
SBV: Vascular segmentation and critical review of the manuscript.
AOK: Statistical analysis, data analysis, and critical review of the

manuscript.
RR: Vascular segmentation and critical review of the manuscript.
AWM: Data collection and critical review of the manuscript.
SO: Conceived the study, supervision, and critical review of the

manuscript.
JSD: Conceived the study, supervision, and critical review of the

manuscript.

Compliance with Ethical Standards

The corresponding author (Vejay N. Vakharia) confirms that he has full
access to all the data in the study and had final responsibility for the
decision to submit for publication.

Themanuscript was prepared in accordance with STROBE guidelines.

Conflict of Interest The authors declare that they have no conflict of
interest.

Open Access This article is distributed under the terms of the Creative
Commons At t r ibut ion 4 .0 In te rna t ional License (h t tp : / /
creativecommons.org/licenses/by/4.0/), which permits unrestricted use,
distribution, and reproduction in any medium, provided you give
appropriate credit to the original author(s) and the source, provide a link
to the Creative Commons license, and indicate if changes were made.

References

1. De Tisi J, Bell GS, Peacock JL, et al. The long-term outcome of
adult epilepsy surgery, patterns of seizure remission, and relapse: a
cohort study. Lancet [Internet]. 2011;378:1388–1395.

2. Kovac S, Vakharia VN, Scott C, et al. Invasive epilepsy surgery
evaluation. Seizure. 2016;Jan:125–136.

3. Isnard J, Taussig D, Bartolomei F, et al. French guidelines on
stereoelectroencephalography (SEEG). Neurophysiol. Clin.
[Internet]. 2018;48:5–13.

4. Vakharia VN, Duncan JS, Witt J-AA, et al. Getting the best out-
comes from epilepsy surgery. Ann. Neurol. 2018;83:676–690.

5. Bourdillon P, Ryvlin P, Isnard J, et al. Stereotactic electroencepha-
lography is a safe procedure, including for insular implantations.
World Neurosurg. 2017;99:353–361.

6. Schmidt RF, Wu C, Lang MJ, et al. Complications of subdural and
depth electrodes in 269 patients undergoing 317 procedures for
invasive monitoring in epilepsy. Epilepsia. 2016;57:1697–1708.

7. Mullin JP, Shriver M, Alomar S, et al. Is SEEG safe? A systematic
review and meta-analysis of stereo-electroencephalography-related
complications. Epilepsia. 2016;57:386–401.

8. Gottlieb S. Statement from FDA Commissioner Scott Gottlieb,
M.D., on advancing new digital health policies to encourage inno-
vation, bring efficiency and modernization to regulation. 2017;

9. O’Sullivan D, Fraccaro P, E. C, et al. Decision time for clinical
decision support systems. Clin. Med. J. R. Coll. Physicians
London [Internet]. 2014;14:338–341.

10. De Momi E, Caborni C, Cardinale F, et al. Multi-trajectories auto-
matic planner for StereoElectroEncephaloGraphy (SEEG). Int. J.
Comput. Assist. Radiol. Surg. 2014;9:1087–1097.

V. Vakharia et al.1196



11. Nowell M, Sparks R, Zombori G, et al. Comparison of computer-
assisted planning and manual planning for depth electrode implan-
tations in epilepsy. J. Neurosurg. [Internet]. 2016;124:1820–1828.

12. Sparks R, Zombori G, Rodionov R, et al. Automated multiple tra-
jectory planning algorithm for the placement of stereo-
electroencephalography (SEEG) electrodes in epilepsy treatment.
Int. J. Comput. Assist. Radiol. Surg. 2017;12:123–136.

13. Vakharia VN, Sparks R, Rodionov R, et al. Computer-assisted plan-
ning for the insertion of stereoelectroencephalography electrodes
for the investigation of drug-resistant focal epilepsy: an external
validation study. J. Neurosurg. 2018;Apr:1–10.

14. Sparks R, Vakharia V, Rodionov R, et al. Anatomy-driven multiple
trajectory planning (ADMTP) of intracranial electrodes for epilepsy
surgery. Int. J. Comput. Assist. Radiol. Surg. 2017;12:1245–1255.

15. Granados A, Vakharia V, Rodionov R, et al. Automatic segmenta-
tion of stereoelectroencephalography (SEEG) electrodes post-
implantation considering bending. Int. J. Comput. Assist. Radiol.
Surg.. 2018;

16. Nowell M, Sparks R, Zombori G, et al. Resection planning in
extratemporal epilepsy surgery using 3D multimodality imaging
and intraoperative MRI. Br. J. Neurosurg. 2017;31:468–470.

17. Zuluaga MA, Rodionov R, Nowell M, et al. Stability, structure and
scale: improvements in multi-modal vessel extraction for SEEG
trajectory planning. Int. J. Comput. Assist. Radiol. Surg.
[Internet]. 2015;10:1227–1237.

18. Cardoso MJ, Modat M, Wolz R, et al. Geodesic information flows:
spatially-variant graphs and their application to segmentation and
fusion. IEEE Trans. Med. Imaging. 2015;34:1976–1988.

1 9 . C a r d i n a l e F , C o s s u M , C a s t a n a L , e t a l .
Stereoelectroencephalography: surgical methodology, safety,
and stereotactic application accuracy in 500 procedures.
Neurosurgery. 2013;72:353–366.

20. Zombori G, Rodionov R, Nowell M, et al. A computer assisted
planning system for the placement of SEEG electrodes in the treat-
ment of epilepsy. 2011;

21. Clavien PA, Barkun J, De Oliveira ML, et al. The Clavien-Dindo
classification of surgical complications: five-year experience. Ann.
Surg. 2009;250:187–196.

22. Killip, S., Mahfoud, Z., Pearce K.What is an intracluster correlation
coefficient ? Crucial Concepts for definition and explanation. Ann.
Fam. Med. 2004;204–208.

23. Slim K, Nini E, Forestier D, et al. Methodological index for non-
randomized studies (MINORS): development and validation of a
new instrument. ANZ J. Surg. 2003;73:712–716.

24. Zombori G, Rodionov R, Nowell M, et al. A Computer assisted
planning system for the placement of SEEG electrodes in the treat-
ment of epilepsy. In: Stoyanov D, Collins DL, Sakuma I, et al.,
editors. Inf. Process. Comput. Interv. Cham: Springer
International Publishing; 2014. p. 118–127.

25. De Momi E, Caborni C, Cardinale F, et al. Automatic trajectory
planner for stereoelectroencephalography procedures: a retrospec-
tive study. IEEE Trans Biomed Eng [Internet]. 2013;60:986–993.

26. Bériault S, Subaie FAl, Collins DL, et al. A multi-modal approach
to computer-assisted deep brain stimulation trajectory planning. Int.
J. Comput. Assist. Radiol. Surg. 2012;7:687–704.

27. Zelmann R, Beriault S, Marinho MM, et al. Improving recorded
volume in mesial temporal lobe by optimizing stereotactic intracra-
nial electrode implantation planning. Int. J. Comput. Assist. Radiol.
Surg. [Internet]. 2015;10:1599–1615.

28. Essert C, Haegelen C, Lalys F, et al. Automatic computation of
electrode trajectories for deep brain stimulation: a hybrid symbolic
and numerical approach. Int. J. Comput. Assist. Radiol. Surg.
2012;7:517–532.

29. Shamir RR, Joskowicz L, Tamir I, et al. Reduced risk trajectory
planning in image-guided keyhole neurosurgery. Med. Phys.
2012;39:2885–2895.

30. De Momi E, Caborni C, Cardinale F, et al. Multi-trajectories auto-
matic planner for stereoelectroencephalography (SEEG). Int. J.
Comput. Assist. Radiol. Surg. 2014;9:1087–1097.

31. Scorza D, DeMomi E, Plaino L, et al. Retrospective evaluation and
SEEG trajectory analysis for interactive multi-trajectory planner
assistant. Int. J. Comput. Assist. Radiol. Surg. 2017;12:1727–1738.

32. Cardinale F, Pero G, Quilici L, et al. Cerebral angiography for
multimodal surgical planning in epilepsy surgery: description of a
new three-dimensional technique and literature review. World
Neurosurg. [Internet]. 2015;84:358–367.

Publisher’s Note Springer Nature remains neutral with regard to jurisdic-
tional claims in published maps and institutional affiliations.

Computer-Assisted Planning for Stereoelectroencephalography (SEEG) 1197


	Computer-Assisted Planning for Stereoelectroencephalography (SEEG)
	Abstract
	Introduction
	Methods
	Patient Demographics
	Trajectory Planning
	Statistical Analysis

	Results
	Discussion
	Conclusion
	References


