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Background: Decisions to isolate patients at risk of having coronavirus disease 2019
(COVID-19) in the emergency department (ED) must be rapid and accurate to ensure
prompt treatment and maintain patient flow whilst minimising nosocomial spread. Reverse
transcription polymerase chain reaction (RT-PCR) assays are too slow to achieve this, and
near-patient testing is being used increasingly to facilitate triage. The ID NOW severe
acute respiratory syndrome coronavirus-2 (SARS-CoV-2) assay is an isothermal nucleic acid
amplification near-patient test which targets the RNA-dependent RNA-polymerase gene.
Aim: To assess the diagnostic performance of ID NOW as a COVID-19 triage tool for medical
admissions from the ED of a large acute hospital.
Methods: All adult acute medical admissions from the ED between 31st March and 31st July
2021 with valid ID NOW and RT-PCR results were included. The diagnostic accuracy of ID
NOW [sensitivity, specificity, positive predictive value (PPV) and negative predictive value
(NPV)] was calculated against the laboratory reference standard. Discrepant results were
explored further using cycle threshold values and clinical data.
Findings: Two percent (124/6050) of medical admissions were SARS-CoV-2 positive on RT-
PCR. Compared with PCR, ID NOW had sensitivity and specificity of 83.1% [95% confidence
interval (CI) 75.4e88.7] and 99.5% (95% CI 99.3e99.6), respectively. PPV and NPV were
76.9% (95% CI 69.0e83.2) and 99.6% (95% CI 99.5e99.8), respectively. The median time
from arrival in the ED to ID NOW result was 59 min.
Conclusion: ID NOW provides a rapid and reliable adjunct for the safe triage of patients
with COVID-19, and can work effectively when integrated into an ED triage algorithm.
ª 2022 The Healthcare Infection Society. Published by Elsevier Ltd. All rights reserved.
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Coronavirus disease 2019 (COVID-19), an acute respiratory
viral infection caused by severe acute respiratory syndrome
coronavirus 2 (SARS-CoV-2), continues to place a huge burden
on secondary healthcare facilities. By the end of 2021, 640,829
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patients had been admitted to hospital with COVID-19 across
the UK, with a 7-day rolling average of 2183 daily admissions
[1].

The symptoms of COVID-19 may be non-specific, and a
diagnosis cannot be made or refuted based on clinical criteria
and radiology alone [2,3]. Fast and effective triage is vital to
the safe functioning of a hospital, and decisions to isolate
patients at risk of COVID-19 must be rapid and accurate to
ensure prompt treatment and maintain patient flow whilst
minimising nosocomial spread [4]. Patients admitted from the
emergency department (ED) with suspected or possible COVID-
19 and an outstanding SARS-CoV-2 test must be isolated from
other patients pending the result.

The gold standard for diagnosis is reverse transcription
polymerase chain reaction (RT-PCR) from a nasopharyngeal
swab, but even the fastest available assays have a run time
�45 min and require laboratory-based technological expertise
and equipment [5,6]. Sample transport, ribonucleic acid
extraction, and result reporting add to the PCR turnaround
time. Laboratory-based PCR results are therefore too slow to
make isolation and treatment decisions in the ED [7].

Several rapid tests have emerged to allow the prompt
diagnosis and triage of patients with COVID-19 [4,8]. Accurate
near-patient testing plays a crucial role in triage and admission
pathways, allowing prompt initiation of specific COVID-19
treatment and optimal use of bed capacity, as well as ensur-
ing that other conditions can be managed effectively without
the risk of nosocomial spread.

The ID NOW COVID-19 assay (Abbott Diagnostics, Chicago,
IL, USA) is an isothermal nucleic acid amplification test which
targets the unique region of the RNA-dependent RNA poly-
merase gene. The instrument uses dry nasal swabs, has a small
footprint, is user-friendly and does not require additional
equipment, making it ideal for use as a ‘near-patient’ test for
EDs. The run time is as little as 5 min for a positive result and
13 min for a negative result [9]. Results can be integrated
automatically with hospital records which saves time and error
by avoiding manual recording, and allows easy evaluation and
audit. The reported performance of ID NOW in the literature to
date has mainly come from small studies across a range of
settings, with sensitivity ranging from 55% to 98% and specif-
icity ranging from 95% to 100% when using RT-PCR as the gold
standard [8,10e19]. Sensitivity approaches 100% when PCR
results with a cycle threshold (Ct) value >30, suggesting a
lower viral load, are excluded [15,19e21]. This article
describes the real-world diagnostic performance of ID NOW as a
COVID-19 triage tool in the ED of a large acute hospital. To the
authors’ knowledge, this is the largest single real-world study
of the diagnostic performance of ID NOW, and the first to study
its routine use in consecutive medical admissions in the UK.

Methods

Patient cohort

This study used data entered prospectively into a near-
patient testing database, and extracted retrospectively from
electronic patient records at Northwick Park Hospital, a large
600-bed district general hospital serving a diverse population in
North-West London. Prior to the pandemic, the hospital received
over 100,000 ED attendances and 50,000 medical admissions
each year. Patients were included in the study if they were aged
�16 years on arrival at the ED and required admission to a
medical ward between 31st March and 31st July 2021 inclusive.

COVID-19 triage and testing procedures

Over the study period, all patients who presented to the ED
were triaged at initial assessment by the attending clinician
according to their risk of COVID-19 as ‘likely’, ‘uncertain’ or
‘unlikely’ (Table S1, see online supplementary material). In
brief, patients with a clinical syndrome or chest radiology con-
sistent with COVID-19, a COVID-19 contact history, or a positive
PCR or lateral flow antigen test (LFT) result within 14 days prior
to arrival were classified as ‘likely’. Those with fever, cough,
shortness of breath, diarrhoea, abdominal pain and/or confusion
who did not meet the ‘likely’ criteria were classified as ‘uncer-
tain’, and other patients were classified as ‘unlikely’. Isolation in
a side room or admission to a COVID-19 cohort area was based on
clinical risk of COVID-19 and ID NOW result.

All patients were tested for SARS-CoV-2 with ID NOW, except
those who had a positive community SARS-CoV-2 PCR between
14 and 90 days before arrival and were asymptomatic. A pos-
itive ID NOW result in such patients would likely represent a
postinfectious period rather than a current infection with risk
of onward transmission. A dry nasal swab was taken by an ED
nurse and tested in the ED by trained technicians using the ID
NOW platform in accordance with the manufacturer’s instruc-
tions for use (IFU) [9]. If the first ID NOW result was invalid, the
test was repeated a second time. Patients requiring medical
admission had a separate nasopharyngeal swab sent to the
laboratory in viral transport media for SARS-CoV-2 PCR testing.
Laboratory SARS-CoV-2 testing was performed using the Pan-
ther Fusion SARS-CoV-2 (Hologic Inc, Santa Clara, CA, USA),
Abbott RealTime SARS-CoV-2 (Abbott Park), an extraction-free
SARS-CoV RT-PCR assay developed by Health Services Labo-
ratories (London, UK) [22], Xpert Xpress SARS-CoV-2 (Cepheid,
Sunnyvale, CA, USA) or SAMBA II SARS-CoV-2 (Diagnostics for
the Real World, San Jose, CA, USA).

Data collection

Consecutive adult medical admissions from the ED with valid
ID NOW results were included. Patients without a valid ID NOW
result on admission or a valid PCR result within 48 h of admis-
sion were excluded from the analysis. ID NOW results and the
time that the result became available were recorded pro-
spectively. Time of arrival, demographic data, vital signs
[including National Early Warning Score (NEWS)] on arrival at
the ED, laboratory PCR results, and thoracic imaging reports
were extracted retrospectively from electronic patient records
and hospital information technology systems.

Reference standard and definitions

The diagnostic performance of ID NOW for detecting COVID-
19 was estimated using a single RT-PCR reference standard.
Patients were defined as having COVID-19 or not based on the
first valid PCR result up to 48 h after admission. Given that a
single PCR is not a perfect reference standard [3], discrepant
results were explored further using the RT-PCR Ct value,
admission symptoms, chest x-ray report, discharge diagnosis,
community SARS-CoV-2 results prior to admission (PCR and
LFT), and further PCR results later in admission. Where Ct
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values for more than one gene target were available for a single
PCR result, the lowest value was taken.

The time between arrival at the ED and a valid ID NOW result
becoming available was calculated. Thoracic imaging was
reported and coded based upon guidelines on COVID-19 from
the British Society of Thoracic Imaging at the time of reporting
by radiologists [23].

Statistical analyses

Using laboratory-based RT-PCR as the reference standard,
sensitivity, specificity, positive predictive value (PPV) and
negative predictive value (NPV) were calculated for ID NOW.
Baseline characteristics were compared using Wilcoxon rank-
sum test for continuous variables and Pearson’s Chi-squared
test for categorical variables. KaplaneMeier time-to-event
analysis was used to describe ID NOW result data and the log
rank test was used to compare groups. All statistical tests were
two-sided with an a-value of 0.05. All statistical analyses were
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Figure 1. Study flow-chart. RT-PCR, real-time polymerase chain reac
2019; CDU, clinical decision unit; ICU, intensive care unit.
performed using Stata Version 17.0 (StataCorp, LLC, College
Station, TX, USA).

Ethics

ID NOW testing was part of routine care to support the
diagnosis and triage of patients with COVID-19. The study was
approved by the London North West University Hospitals NHS
Trust Research and Development Committee. As the study used
routinely collected clinical data, formal ethical approval and
patient consent were not required. The results are reported in
compliance with the STARD (Standards for the Reporting of
Diagnostic Accuracy Studies) guidelines [24].

Results

Between 31st March and 31st July 2021, valid ID NOW and RT-
PCR results were available on admission for 6050 of 6473
rs to another hospital

ns under Emergency Medicine (CDU)

ions to ICU

ns to Surgical/Obstetric areas

o Paediatrics

 an adult medical ward under 16 years old

wice in a row

done for unclear reason

done

R

lid

ne as recently

VID-19

e as tested negative < 24 h

vious attendance

ne as admitted on

ke pathway

tion; ED, emergency department; COVID-19, coronavirus disease



T
a
b
le

I

B
a
se
li
n
e
ch

a
ra
ct
e
ri
st
ic
s,

vi
ta
l
si
gn

s
o
n
p
re
se
n
ta
ti
o
n
a
n
d
ID

N
O
W

re
su
lt
s
fo
r
st
u
d
y
p
a
ti
e
n
ts

T
o
ta
l

ID
N
O
W

n
e
ga

ti
ve

ID
N
O
W

p
o
si
ti
ve

P
-v
a
lu
e

N
60

50
59

16
13

4

A
ge

o
n
a
rr
iv
a
l,
m
e
d
ia
n
(I
Q
R
)

71
(5
3e

83
)
(N
¼6

05
0)

71
(5
3e

83
)
(N
¼5

91
6)

62
.5

(4
1e

79
)
(N

¼1
34

)
<
0.
00

1

D
e
m
o
gr
a
p
h
ic
s

A
ge

o
n
a
rr
iv
a
l
>
65

ye
a
rs

35
44

(5
8.
6%

)
34

81
(5
8.
8%

)
63

(4
7.
0%

)
0.
00

6

Se
x

F
e
m
a
le

30
11

(4
9.
8%

)
29

49
(4
9.
8%

)
62

(4
6.
3%

)
0.
41

M
a
le

30
39

(5
0.
2%

)
29

67
(5
0.
2%

)
72

(5
3.
7%

)

E
th
n
ic
it
y

N
o
n
-w

h
it
e

29
49

(5
5.
4%

)
(N
¼5

32
1)

28
75

(5
5.
2%

)
(N
¼5

20
5)

74
(6
3.
8%

)
(N
¼1

16
)

0.
06

7

W
h
it
e

23
72

(4
4.
6%

)
(N
¼5

32
1)

23
30

(4
4.
8%

)
(N
¼5

20
5)

42
(3
6.
2%

)
(N
¼1

16
)

N
E
W
S,

m
e
d
ia
n
(I
Q
R
)

2
(0
e
4)

(N
¼5

76
3)

1
(0
e
4)

(N
¼5

63
5)

4
(1
.5
e
7)

(N
¼1

28
)

<
0.
00

1

R
e
sp
ir
a
to
ry

ra
te
,
m
e
d
ia
n
(I
Q
R
)

20
(1
8e

22
)
(N
¼5

81
1)

19
(1
8e

22
)
(N
¼5

68
3)

22
.5

(1
9e

28
)
(N

¼1
28

)
<
0.
00

1

B
a
se
li
n
e
o
b
se
rv
a
ti
o
n
s

O
xy

ge
n
sa
tu
ra
ti
o
n
<
94

%
47

7
(8
.2
%
)
(N
¼5

79
1)

44
9
(7
.9
%
)
(N

¼5
66

3)
28

(2
1.
9%

)
(N
¼1

28
)

<
0.
00

1

R
e
q
u
ir
in
g
su
p
p
le
m
e
n
ta
l
o
xy

ge
n

38
7
(6
.7
%
)
(N
¼5

81
6)

36
0
(6
.3
%
)
(N

¼ 5
68

8)
27

(2
1.
1%

)
(N
¼1

28
)

<
0.
00

1

T
e
m
p
e
ra
tu
re

>
38

.0
� C

48
9
(8
.4
%
)
(N
¼5

79
8)

45
2
(8
.0
%
)
(N

¼5
67

0)
37

(2
8.
9%

)
(N
¼1

28
)

<
0.
00

1

N
E
W
S,

N
a
ti
o
n
a
l
E
a
rl
y
W
a
rn
in
g
Sc
o
re
;
IQ
R
,
in
te
rq
u
a
rt
il
e
ra
n
ge

.
W
il
co

xo
n
ra
n
k-
su
m

te
st

fo
r
co

n
ti
n
u
o
u
s
va

ri
a
b
le
s,

P
e
a
rs
o
n
’s

C
h
i-
sq
u
a
re
d
te
st

fo
r
ca

te
go

ri
ca

l
va

ri
a
b
le
s.

P
-v
a
lu
e
s
a
re

sh
o
w
n
fo
r
th
e
co

m
p
a
ri
so
n
b
e
tw

e
e
n
ID

N
O
W

p
o
si
ti
ve

a
n
d
n
e
ga

ti
ve

re
su
lt
s,

b
y

va
ri
a
b
le
.

J.R. Barnacle et al. / Journal of Hospital Infection 123 (2022) 92e99 95
(93.5%) patients (Figure 1). Of the admissions without valid
paired results, 102 had had COVID-19 recently, 15 had tested
negative by ID NOW during a separate attendance within 24 h
prior to arrival, 60 were admitted directly to the hyperacute
stroke unit, five refused ID NOW testing, and 87 had no ID NOW
result for unknown reasons. None of the patients had an invalid
ID NOW result that was not resolved by running the assay a
second time. The median age of patients was 71 years, there
were similar numbers of men and women, and the median
NEWS was 2 (Table I).

Overall, the median time between arrival at the ED and ID
NOW result was 59 min [interquartile range (IQR) 37e107]
(Figure 2A). The median time to result for admissions requiring
oxygen on arrival was shorter (39 min) (Figure 2B). Positive ID
NOW results were available slightly more quickly (median
53 min, IQR 33e76) than negative results (59 min, IQR 37e108)
(P<0.001).

Overall, 124 of 6050 (2.0%) patients tested positive for SARS-
CoV-2 by RT-PCR. The sensitivity and specificity of ID NOWwere
83.1% [95% confidence interval (CI) 75.4e88.7] and 99.5% (95%
CI 99.3e99.6), respectively. PPV and NPV were 76.9% (95% CI
69.0e83.2) and 99.6% (95% CI 99.5e99.8), respectively
(Table II). There were 31 patients with false-positive ID NOW
results and 21 patients with false-negative ID NOW results.

False-positive results

Overall, 31 of 6050 admissions had a positive ID NOW result
and a negative PCR result on admission. Five of 31 false-
positive results (with two of five relating to the same patient)
had a positive PCR result between 14 and 90 days prior to
arrival (range 17e71 days). Nine of 31 false-positive results had
a positive COVID-19 result (PCR or LFT) within 14 days of
admission, or a subsequent positive PCR result within 5 days
after admission. All nine were regarded as cases of COVID-19
with a false-negative PCR by the treating clinicians. Whilst six
of these nine patients presented with a typical clinical syn-
drome and radiological features of COVID-19 pneumonitis, the
remaining three patients presented with non-COVID-19 ill-
nesses and were regarded as incidental asymptomatic infec-
tions by the treating clinicians given their additional recent
positive community tests. Overall, 14 of 31 false-positive
results were thought to be due to an inadequate reference
standard, and these patients were considered to have had
concurrent or recent COVID-19.

Seventeen of the 31 patients with false-positive results had
no radiological or clinical evidence of current COVID-19 and did
not have a discharge diagnosis of COVID-19.

False-negative results

Overall, 21 of 6050 admissions had a negative ID NOW result
and a positive PCR result on admission (Table S2, see online
supplementary material). On initial assessment, five of these
21 admissions were identified as ‘likely COVID-19’; therefore,
based on the triage algorithm, these false-negative ID NOW
results would not have led to de-isolation to non-COVID-19
areas. Fifteen of these 21 patients were de-isolated based on
their false-negative result. The records of clinical triage were
missing for one patient.

The duration of symptoms was similar between false-
negative cases (median 5.5 days, IQR 1.5e14, 23.8% missing)
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Table II

Measures of diagnostic performance of ID NOW, compared with the reverse transcription polymerase chain reaction (RT-PCR) reference
standard

A e 2x2 table

RT-PCR result

Positive Negative Total
Positive 103 31 134

ID NOW result Negative 21 5895 5916
Total 124 5926 6050

B e Estimated diagnostic performance

Measurement Diagnostic performance

Sensitivity 83.1% (103/124); CI 75.4e88.7
Specificity 99.5% (5895/5926); CI 99.3e99.6
Positive predictive value 76.9% (103/134); CI 69.0e83.2
Negative predictive value 99.6% (5895/5916); CI 99.5e99.8

CI, confidence interval.
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and true-positive cases (median 6 days, IQR 3e8, 13.6% miss-
ing) (P¼0.986). Seven of 21 (33.3%) false-negative cases had
radiographic features typical for COVID-19.

A Ct value was recorded for 14 of 21 (66.7%) false-negative
results and 61 of 103 (59.2%) true-positive results. Compared
Table III

Sensitivity of Abbott ID NOW using reverse transcription polymer-
ase chain reaction (RT-PCR) as a reference standard, by cycle
threshold (Ct) value

Ct value Positive on Abbott

ID NOW/positive

on RT-PCR

Sensitivity (%)

�25 (low) 25/27 92.6
25e30 (mediumelow) 18/18 100
30e35 (mediumehigh) 13/16 81.3
�35 (high) 5/14 35.7
with true-positive cases, false-negative cases had higher Ct
values, suggesting a lower viral load (median 36.7 vs 26.4;
P¼0.001). The sensitivity of ID NOW was higher with lower Ct
values (Table III). The sensitivity for PCR-positive admissions
with Ct values <35 was 91.8% (56/61, 95% CI 81.5e96.6). Two
false-negative cases had very low Ct values (18.8, 14.7). Both
patients were young males who presented with non-COVID-19-
related issues and may represent poor sampling with the dry
nasal swab.

Discussion

This article presents a large real-world evaluation of the
Abbott ID NOW rapid test within a front-door COVID-19 triage
algorithm for adult medical admissions. ID NOW was found to
have sensitivity and specificity of 83.1% and 99.5%, respec-
tively, compared with RT-PCR. This meets the acceptable
performance characteristics for sensitivity (>80%, 95% CI
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70e100%) and desirable characteristics for specificity (>99%,
95% CI 97e100%) according to the UK Government target
product profile for SARS-CoV-2 rapid testing [25]. These esti-
mates of diagnostic accuracy were derived from real-world
data from a busy ED in a large district general hospital as
part of routine care. The median time from arrival at the ED to
ID NOW result was <60 min. Results were therefore available
quickly enough to inform bed allocation before patients nee-
ded to be moved to a ward, likely improving infection control
and reducing nosocomial spread of SARS-CoV-2. Clinicians pri-
oritised rapid testing for the most unwell patients, particularly
those requiring supplemental oxygen on arrival. Rapid and
specific diagnosis of COVID-19 may reduce delays to life-saving
treatments in such patients.

These results are in keeping with previously published data
which have shown sensitivity of 70.3e98.0% and specificity of
95.3e100% compared with RT-PCR [8,10,13,17,18,20,21,26]. A
Cochrane review published in March 2021 included 12 studies
with overall prevalence of 34.2% (634/1853), and reported
sensitivity of 78.6% (95% CI 73.7e82.8%) and specificity of
99.8% (95% CI 98.7e99.9%), although most studies did not use
dry nasal swabs as per the manufacturer’s IFU. When limited
to those studies that were adherent with the manufacturer’s
IFU, sensitivity was 73.0% (95% CI 66.8e78.5) and specificity
was 99.7% (95% CI 98.7e99.9%), with prevalence of 27.3%
(222/812) [27]. This may be because studies following the
manufacturer’s IFU were more likely to be real-world studies
which are less controlled, with limitations such as sample
quality. LFTs are an alternative approach to isothermal
nucleic acid amplification tests for SARS-CoV-2 rapid testing in
the ED [28]. In a large meta-analysis not confined to use in the
ED, LFTs had pooled sensitivity of 76.3% (95% CI 73.1e79.2%)
when the manufacturer’s IFU were followed [29]. Along with
improved sensitivity, ID NOW has a faster turnaround time
than LFTs, and results can be integrated automatically into
electronic records.

There have been few trials in lower prevalence clinical
settings. This study found that ID NOW performed well at 2.0%
prevalence. Tu et al. evaluated 974 patients in an outpatient
clinic setting, and found prevalence of 2.4%, positive per-
centage agreement of 91.3% and negative percentage agree-
ment (NPA) of 100%, with only two false-negative results with
Ct values of 36.5 and 38.1 [17]. Another large cohort taken from
asymptomatic pre-operative outpatient screening found four
cases among 1100 screened (prevalence 0.36%), with an
excellent NPA of 99.7% [30].

Of the 5926 negative PCR results, 31 patients tested pos-
itive on ID NOW. Such false-positive results may arise because
of detection of residual viral RNA following recent infection in
individuals who are post-infectious (likely explanation in five
of 31 cases), or because a single SARS-CoV-2 PCR is an
imperfect reference standard and may itself miss individuals
with current infection (likely in nine of 31 cases) [3]. On fur-
ther evaluation of nine ID NOW false-positive cases, Stokes
et al. found that five cases were PCR positive on repeat
testing of the same sample using different assays [15]. The
remaining false-positive cases may represent asymptomatic
COVID-19 with a false-negative PCR [31,32] or contamination.
In the present study, technicians performing ID NOW con-
ducted regular work-surface decontamination and environ-
mental swabs as quality control, likely limiting false-positive
results. Such measures must be implemented to ensure the
applicability of these results to other settings, especially in
the context of busy EDs.

Sensitivity of ID NOWwas related to the Ct value reported by
the reference RT-PCR assay. PCR-positive admissions with
lower Ct values, suggesting higher viral load and greater
infectiousness, were more likely to be detected by ID NOW
(sensitivity for cases with Ct value <30: 95.6%; Ct value �30:
60.0%). This real-world observation is corroborated by the UK
Technologies Validation Group report and other data
[17,19e21,33e35], and explained by the fact that isothermal
amplification has a higher limit of viral detection than RT-PCR
[36]. Two false-negative cases with low Ct values were
observed, which may have occurred due to inadequate
sampling.

The strengths of this study are its pragmatic design under
routine clinical settings, large sample size, and the fact that
it was possible to account for 93.5% of medical admissions,
reducing the risk of bias. There are, however, some limi-
tations. A single SARS-CoV-2 RT-PCR is an imperfect refer-
ence standard and does not account for PCR-negative
patients with COVID-19. Specificity of ID NOW may therefore
be underestimated. This was mitigated through detailed
investigation of discrepant results. Several PCR platforms
were used and Ct values across different assays are incon-
sistent [37], limiting generalisability of the estimates of ID
NOW sensitivity by Ct value. This is the nature of a real-life
study; a combination of platforms is required to serve the
needs of the hospital.

Moreover, 39.5% of the PCR-positive results did not have a Ct
value, which limits the interpretation of false-negative results.
This was unavoidable as some laboratory assays did not pro-
duce a Ct value. There are also technical limitations to ID NOW
itself. Unlike most RT-PCR assays, it has a single gene target
which leaves it vulnerable to false-negative results if there is
target failure in a future variant. This could be corrected rel-
atively easily once identified by altering its primers. ID NOW
also lacks a human control target such as RNase P, so cannot
identify inadequate sampling.

In conclusion, near-patient rapid SARS-CoV-2 testing is an
essential tool to ensure prompt treatment of patients with
COVID-19, maintain patient flow, and minimise nosocomial
transmission in acute hospitals. ID NOW provides a rapid and
reliable adjunct to the safe triage of patients with COVID-19,
and can work effectively when integrated into an ED triage
algorithm. Reduced sensitivity compared with RT-PCR can be
mitigated by applying clinical criteria within such an algorithm
to ensure that negative results in patients with high pre-test
probabilities are interpreted with caution.
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